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Test results meet all National Environmental Laboratory Accreditation Conference (NELAC) requirements unless noted in the 
case narrative. The results contained within this document relate only  to the samples included in this report. Pace Analytical 
is responsible only for the certified testing and is not directly responsible for the integrity of the sample before laboratory 
receipt. This report shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.
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May 10, 2013
CASE NARRATIVE

This data package (SDG ID: 13040414) consists of 2 air samples and 1 polyurethane foam with associated glass
fiber filter (TO-4A) sample received on 04/26/2013. The samples are from Project Name: CORNELL-DUBILIER
G278.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date
AQ05927 CDESS-OUI-042413-413HAN (F) 04/24/2013 15:30
AQ05928 CDESS-OUI-PUF-413HAN 04/25/2013 07:30
AQ06151 CDESS-OUI-042413-413HAN (B) 04/25/2013 15:30

Sample Delivery and Receipt Conditions

(1.) All samples were delivered to the laboratory via FEDEX delivery service on 04/26/2013.

(2.) All samples were received at the laboratory intact and within holding times.

(3.) The following sample temperature was recorded at sample receipt (Control limits are between 0-6 Degrees
Celsius): 16.1 (IR) degrees Celsius; which exceeds temperature limits. Please see Chain of Custody for details.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NIOSH 5503. The following technical and administrative items were 
noted for the analysis:

(1.) All quality assurance parameters were met for the analysis.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by EPA Method TO-4A along with secondary GC column confirmation
analysis by EPA Method 8082. Samples were extracted by Soxhlet Extraction Method (EPA - Method 3540C). The 
following technical and administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1254 were flagged (AF) to denote that an altered Aroclor pattern was
observed. Please see certificate of analysis for details.

(2.) The concentration result for Aroclor 1248 was flagged (PE) to denote that Aroclor 1248 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1248 was not presumed to be present in the sample(s). Please 
see associated certificate of analysis for details.

(3.) The percent recovery for the TCMX surrogate exceeded quality control limits for sample (LAB ID: AQ05928)
on the primary column. The percent recovery for the alternate DCBP surrogate was within limits for this sample.
Please see the associated certificate of analysis for details. 

Respectfully submitted,
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Chelsea L. Farmer
Project Manager
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GC - PCB
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Analytical Sample Results

Job Number: 13040414
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-042413-413HAN (F)
AIR

04/26/2013 10:04

04/24/2013 15:30

Lab Sample ID: 13040414-01 (AQ05927)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-24 PCB 8082 NIOSH 5503 MCA05/01/2013 18:16 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC20F-1551-24U12674-11-2
ND 1.04Aroclor 1221 1.00 GC20F-1551-24U11104-28-2
ND 1.04Aroclor 1232 1.00 GC20F-1551-24U11141-16-5
ND 1.04Aroclor 1242 1.00 GC20F-1551-24U53469-21-9
ND 1.04Aroclor 1248 1.00 GC20F-1551-24U12672-29-6
ND 1.04Aroclor 1254 1.00 GC20F-1551-24U11097-69-1
ND 1.04Aroclor 1260 1.00 GC20F-1551-24U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-24U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 89.5 60.0-140 GC20F-1551-24877-09-8
Decachlorobiphenyl 108 60.0-140 GC20F-1551-242051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13040414
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-PUF-413HAN
POLYURETHANE FOAM

04/26/2013 10:04

04/25/2013 07:30

Lab Sample ID: 13040414-02 (AQ05928)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-14 EPA Method TO-4A JKA05/03/2013 13:32 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 233.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 0.000429Aroclor 1016 1.00 GC10B-665-14U12674-11-2
ND 0.000429Aroclor 1221 1.00 GC10B-665-14U11104-28-2
ND 0.000429Aroclor 1232 1.00 GC10B-665-14U11141-16-5
ND 0.000429Aroclor 1242 1.00 GC10B-665-14U53469-21-9
0.00458 0.000429Aroclor 1248 1.00 GC10B-665-14PE12672-29-6
0.00388 0.000429Aroclor 1254 1.00 GC10B-665-14AF11097-69-1
ND 0.000429Aroclor 1260 1.00 GC10B-665-14U11096-82-5
0.00846Total PCB Amount > RL 1.00 GC10B-665-141336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 125 60.0-120 * GC10F-686-14877-09-8
Decachlorobiphenyl 105 60.0-120 GC10F-686-142051-24-3
Tetrachloro-meta-xylene 92.0 60.0-120 GC10B-665-14877-09-8
Decachlorobiphenyl 102 60.0-120 GC10B-665-142051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
AF-Aroclor 1254 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
PE-Aroclor 1248 is being used to report an altered PCB pattern exhibited by the sample.  Actual Aroclor 1248 is not present in the sample, but is reported to more
accurately quantify PCB present in sample that has undergone environmental alteration.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13040414
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-042413-413HAN (B)
AIR

04/26/2013 10:04

04/25/2013 15:30

Lab Sample ID: 13040414-03 (AQ06151)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-28 PCB 8082 NIOSH 5503 MCA05/01/2013 19:07 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC20F-1551-28U12674-11-2
ND 1.04Aroclor 1221 1.00 GC20F-1551-28U11104-28-2
ND 1.04Aroclor 1232 1.00 GC20F-1551-28U11141-16-5
ND 1.04Aroclor 1242 1.00 GC20F-1551-28U53469-21-9
ND 1.04Aroclor 1248 1.00 GC20F-1551-28U12672-29-6
ND 1.04Aroclor 1254 1.00 GC20F-1551-28U11097-69-1
ND 1.04Aroclor 1260 1.00 GC20F-1551-28U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-28U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 87.9 60.0-140 GC20F-1551-28877-09-8
Decachlorobiphenyl 105 60.0-140 GC20F-1551-282051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Samples (Lab)
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ05927B)
AIR

N/A

N/A

Lab Sample ID: PBLK-90

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-21 PCB 8082 NIOSH 5503 MCA05/01/2013 17:39 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC20F-1551-21U12674-11-2
ND 0.100Aroclor 1221 1.00 GC20F-1551-21U11104-28-2
ND 0.100Aroclor 1232 1.00 GC20F-1551-21U11141-16-5
ND 0.100Aroclor 1242 1.00 GC20F-1551-21U53469-21-9
ND 0.100Aroclor 1248 1.00 GC20F-1551-21U12672-29-6
ND 0.100Aroclor 1254 1.00 GC20F-1551-21U11097-69-1
ND 0.100Aroclor 1260 1.00 GC20F-1551-21U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-21U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 86.3 60.0-140 GC20F-1551-21877-09-8
Decachlorobiphenyl 107 60.0-140 GC20F-1551-212051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ05927L)
AIR

N/A

N/A

Lab Sample ID: LCS-90

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-22 PCB 8082 NIOSH 5503 MCA05/01/2013 17:51 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 88.012674-11-2 1.00 0.880 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 83.1 60.0-140 GC20F-1551-22877-09-8
Decachlorobiphenyl 104 60.0-140 GC20F-1551-222051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ05927S)
AIR

N/A

N/A

Lab Sample ID: LCSD-90

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-23 PCB 8082 NIOSH 5503 MCA05/01/2013 18:04 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 88.212674-11-2 1.00 0.882 70.0-130 88.0 00.227 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 83.7 60.0-140 GC20F-1551-23877-09-8
Decachlorobiphenyl 102 60.0-140 GC20F-1551-232051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ06151B)
AIR

N/A

N/A

Lab Sample ID: PBLK-91

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-25 PCB 8082 NIOSH 5503 MCA05/01/2013 18:29 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC20F-1551-25U12674-11-2
ND 0.100Aroclor 1221 1.00 GC20F-1551-25U11104-28-2
ND 0.100Aroclor 1232 1.00 GC20F-1551-25U11141-16-5
ND 0.100Aroclor 1242 1.00 GC20F-1551-25U53469-21-9
ND 0.100Aroclor 1248 1.00 GC20F-1551-25U12672-29-6
ND 0.100Aroclor 1254 1.00 GC20F-1551-25U11097-69-1
ND 0.100Aroclor 1260 1.00 GC20F-1551-25U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-25U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 88.3 60.0-140 GC20F-1551-25877-09-8
Decachlorobiphenyl 107 60.0-140 GC20F-1551-252051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ06151L)
AIR

N/A

N/A

Lab Sample ID: LCS-91

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-26 PCB 8082 NIOSH 5503 MCA05/01/2013 18:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 93.612674-11-2 1.00 0.936 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 91.7 60.0-140 GC20F-1551-26877-09-8
Decachlorobiphenyl 110 60.0-140 GC20F-1551-262051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ06151S)
AIR

N/A

N/A

Lab Sample ID: LCSD-91

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-27 PCB 8082 NIOSH 5503 MCA05/01/2013 18:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 90.212674-11-2 1.00 0.902 70.0-130 93.6 03.70 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 95.3 60.0-140 GC20F-1551-27877-09-8
Decachlorobiphenyl 110 60.0-140 GC20F-1551-272051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ05928B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-11 EPA Method TO-4A JKA05/03/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-665-11U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-665-11U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-665-11U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-665-11U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-665-11U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-665-11U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-665-11U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10B-665-11U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 92.6 60.0-120 GC10B-665-11877-09-8
Decachlorobiphenyl 101 60.0-120 GC10B-665-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ05928B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-686-11 EPA Method TO-4A JKA05/03/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-686-11U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-686-11U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-686-11U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-686-11U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-686-11U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-686-11U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-686-11U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10F-686-11U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 97.8 60.0-120 GC10F-686-11877-09-8
Decachlorobiphenyl 104 60.0-120 GC10F-686-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ05928L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-12 EPA Method TO-4A JKA05/03/2013 13:07 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 89.512674-11-2 1.00 0.895 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 90.8 60.0-120 GC10B-665-12877-09-8
Decachlorobiphenyl 98.3 60.0-120 GC10B-665-122051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ05928L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-686-12 EPA Method TO-4A JKA05/03/2013 13:07 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 93.812674-11-2 1.00 0.938 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.9 60.0-120 GC10F-686-12877-09-8
Decachlorobiphenyl 100 60.0-120 GC10F-686-122051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ05928S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-13 EPA Method TO-4A JKA05/03/2013 13:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 91.912674-11-2 1.00 0.919 70.0-130 89.5 202.65
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.0 60.0-120 GC10B-665-13877-09-8
Decachlorobiphenyl 103 60.0-120 GC10B-665-132051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

5

Pace Analytical Services, Inc. 13040414 Page 26 of 27



Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ05928S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-686-13 EPA Method TO-4A JKA05/03/2013 13:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 97.712674-11-2 1.00 0.977 70.0-130 93.8 204.07
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 99.5 60.0-120 GC10F-686-13877-09-8
Decachlorobiphenyl 105 60.0-120 GC10F-686-132051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Pace Analytical e-Report

Report prepared for:
SEVENSON ENVIRONMENTAL SERVICES, INC.
333 HAMILTON BOULEVARD
SOUTH PLAINFIELD, NJ 07080
CONTACT: ERIC TSCHUDI

----------------------------------------------
Project ID: CORNELL-DUBILIER G278
Sampling Date(s): May 22, 2013, May 23, 2013
Lab Report ID: 13050741
Client Service Contact: Chelsea Farmer (518) 346-4592
----------------------------------------------
Analysis Included:
PCBs by NIOSH 5503
PCB Analysis (TO-4A)

Dan Pfalzer
Laboratory Director

Certifications: NYS (EPA: NY00906, ELAP: 11078),  NJ (NY026),  CT (PH-0337),  MA(M-NY906),  VA (1884)

Pace Analytical Services, Inc.| 2190 Technology Drive | Schenectady, NY 12308
Phone: 518.346.4592 | internet: www.pacelabs.com 

Test results meet all National Environmental Laboratory Accreditation Conference (NELAC) requirements unless noted in the 
case narrative. The results contained within this document relate only  to the samples included in this report. Pace Analytical 
is responsible only for the certified testing and is not directly responsible for the integrity of the sample before laboratory 
receipt. This report shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.
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CASE NARRATIVE
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S:\Lims Data\1305\13050741\Package\CN_13050741_Rev00.doc

June 04, 2013
CASE NARRATIVE

This data package (SDG ID: 13050741) consists of 2 air samples and 1 polyurethane foam with associated glass
fiber filter (TO-4A) sample received on 05/28/2013. The samples are from Project Name: CORNELL-DUBILIER
G278.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date
AQ09784 CDESS-OUI-052213-211NMA (F) 05/22/2013 15:15
AQ09785 CDESS-OUI-PUF-211NMA 05/23/2013 08:15
AQ09786 CDESS-OUI-052213-211NMA (B) 05/23/2013 15:15

Sample Delivery and Receipt Conditions

(1.) All samples were delivered to the laboratory via FEDEX delivery service on 05/28/2013.

(2.) All samples were received at the laboratory intact and within holding times.

(3.) The following cooler temperature was recorded at sample receipt (Control limits are between 0-6 Degrees
Celsius): 22.2 (IR) degrees Celsius; which exceeds temperature limits. Ice was not present in the cooler. Please see
Chain of Custody for details.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NIOSH 5503. The following technical and administrative items were 
noted for the analysis:

(1.) All quality assurance parameters were met for the analysis.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by EPA Method TO-4A along with secondary GC column confirmation
analysis by EPA Method 8082. Samples were extracted by Soxhlet Extraction Method (EPA - Method 3540C). The 
following technical and administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1254 were flagged (AF) to denote that an altered Aroclor pattern was
observed. Please see Form for details.

(2.) The concentration result for Aroclor 1248 was flagged (PE) to denote that Aroclor 1248 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1248 was not presumed to be present in the sample(s). Please 
see associated Form for details.

Respectfully submitted,

Chelsea L. Farmer
Project Manager

1
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QUALIFIERS
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Organic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or extraction blank. Analyte concentration
should be considered as estimated.

D - Surrogate was diluted. The analysis of the sample required a dilution such that the surrogate
concentration was diluted below the laboratory acceptance criteria.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

P - Indicates relative percent difference (RPD) between primary and secondary gas chromatograph (GC)
column analysis exceeds 40 % or indicates percent difference (PD) between primary and secondary gas
chromatograph (GC) column analysis exceeds 25 %.

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

Z - Chromatographic interference due to polychlorinated biphenyl (PCB) co-elution.

* - Value not within control limits.

Inorganic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or digestion blank. Analyte concentration
should be considered as estimated.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

* - Value not within control limits.

2
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SAMPLE CHAIN OF CUSTODY
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GC - PCB
4

Pace Analytical Services, Inc. 13050741 Page 10 of 26



Analytical Sample Results

Job Number: 13050741
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-052213-211NMA (F)
AIR

05/28/2013 11:04

05/22/2013 15:15

Lab Sample ID: 13050741-01 (AQ09784)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-17 PCB 8082 NIOSH 5503 MCA05/29/2013 17:28 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC10B-703-17U12674-11-2
ND 1.04Aroclor 1221 1.00 GC10B-703-17U11104-28-2
ND 1.04Aroclor 1232 1.00 GC10B-703-17U11141-16-5
ND 1.04Aroclor 1242 1.00 GC10B-703-17U53469-21-9
ND 1.04Aroclor 1248 1.00 GC10B-703-17U12672-29-6
ND 1.04Aroclor 1254 1.00 GC10B-703-17U11097-69-1
ND 1.04Aroclor 1260 1.00 GC10B-703-17U11096-82-5
NDTotal PCBs 1.00 GC10B-703-17U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 98.0 60.0-140 GC10B-703-17877-09-8
Decachlorobiphenyl 98.5 60.0-140 GC10B-703-172051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13050741
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-PUF-211NMA
POLYURETHANE FOAM

05/28/2013 11:04

05/23/2013 08:15

Lab Sample ID: 13050741-02 (AQ09785)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-11 EPA Method TO-4A MCA05/29/2013 13:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

GC10F-724-11 EPA Method TO-4A MCA05/29/2013 13:19 NAAnalysis 2: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 222.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 0.000901Aroclor 1016 2.00 GC10F-724-11U12674-11-2
ND 0.000901Aroclor 1221 2.00 GC10F-724-11U11104-28-2
ND 0.000901Aroclor 1232 2.00 GC10F-724-11U11141-16-5
ND 0.000901Aroclor 1242 2.00 GC10F-724-11U53469-21-9
0.00808 0.000901Aroclor 1248 2.00 GC10F-724-11PE12672-29-6
0.00643 0.000901Aroclor 1254 2.00 GC10B-703-11AF11097-69-1
ND 0.000901Aroclor 1260 2.00 GC10F-724-11U11096-82-5
0.01451Total PCB Amount > RL 2.00 GC10F-724-111336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 107 60.0-120 GC10F-724-11877-09-8
Decachlorobiphenyl 103 60.0-120 GC10F-724-112051-24-3
Tetrachloro-meta-xylene 93.7 60.0-120 GC10B-703-11877-09-8
Decachlorobiphenyl 103 60.0-120 GC10B-703-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
AF-Aroclor 1254 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
PE-Aroclor 1248 is being used to report an altered PCB pattern exhibited by the sample.  Actual Aroclor 1248 is not present in the sample, but is reported to more
accurately quantify PCB present in sample that has undergone environmental alteration.
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Analytical Sample Results

Job Number: 13050741
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-052213-211NMA (B)
AIR

05/28/2013 11:04

05/23/2013 15:15

Lab Sample ID: 13050741-03 (AQ09786)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-21 PCB 8082 NIOSH 5503 MCA05/29/2013 18:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC10B-703-21U12674-11-2
ND 1.04Aroclor 1221 1.00 GC10B-703-21U11104-28-2
ND 1.04Aroclor 1232 1.00 GC10B-703-21U11141-16-5
ND 1.04Aroclor 1242 1.00 GC10B-703-21U53469-21-9
ND 1.04Aroclor 1248 1.00 GC10B-703-21U12672-29-6
ND 1.04Aroclor 1254 1.00 GC10B-703-21U11097-69-1
ND 1.04Aroclor 1260 1.00 GC10B-703-21U11096-82-5
NDTotal PCBs 1.00 GC10B-703-21U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 102 60.0-140 GC10B-703-21877-09-8
Decachlorobiphenyl 101 60.0-140 GC10B-703-212051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09784B)
AIR

N/A

N/A

Lab Sample ID: PBLK-73

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-14 PCB 8082 NIOSH 5503 MCA05/29/2013 16:50 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-703-14U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-703-14U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-703-14U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-703-14U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-703-14U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-703-14U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-703-14U11096-82-5
NDTotal PCBs 1.00 GC10B-703-14U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 101 60.0-140 GC10B-703-14877-09-8
Decachlorobiphenyl 100 60.0-140 GC10B-703-142051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09784L)
AIR

N/A

N/A

Lab Sample ID: LCS-73

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-15 PCB 8082 NIOSH 5503 MCA05/29/2013 17:03 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 94.912674-11-2 1.00 0.949 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 102 60.0-140 GC10B-703-15877-09-8
Decachlorobiphenyl 101 60.0-140 GC10B-703-152051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09784S)
AIR

N/A

N/A

Lab Sample ID: LCSD-73

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-16 PCB 8082 NIOSH 5503 MCA05/29/2013 17:16 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 89.912674-11-2 1.00 0.899 70.0-130 94.9 05.41 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 98.7 60.0-140 GC10B-703-16877-09-8
Decachlorobiphenyl 96.9 60.0-140 GC10B-703-162051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09785B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-8 EPA Method TO-4A MCA05/29/2013 12:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-703-8U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-703-8U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-703-8U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-703-8U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-703-8U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-703-8U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-703-8U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10B-703-8U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 97.8 60.0-120 GC10B-703-8877-09-8
Decachlorobiphenyl 108 60.0-120 GC10B-703-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09785B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-724-8 EPA Method TO-4A MCA05/29/2013 12:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-724-8U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-724-8U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-724-8U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-724-8U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-724-8U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-724-8U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-724-8U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10F-724-8U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.2 60.0-120 GC10F-724-8877-09-8
Decachlorobiphenyl 104 60.0-120 GC10F-724-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09785L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-9 EPA Method TO-4A MCA05/29/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1221 96.111104-28-2 1.00 0.961 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 104 60.0-120 GC10B-703-9877-09-8
Decachlorobiphenyl 113 60.0-120 GC10B-703-92051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09785L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-724-9 EPA Method TO-4A MCA05/29/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1221 95.511104-28-2 1.00 0.955 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 103 60.0-120 GC10F-724-9877-09-8
Decachlorobiphenyl 110 60.0-120 GC10F-724-92051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09785S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-10 EPA Method TO-4A MCA05/29/2013 13:06 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1221 97.711104-28-2 1.00 0.977 70.0-130 96.1 202.28
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 102 60.0-120 GC10B-703-10877-09-8
Decachlorobiphenyl 111 60.0-120 GC10B-703-102051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09785S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-724-10 EPA Method TO-4A MCA05/29/2013 13:06 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1221 93.611104-28-2 1.00 0.936 70.0-130 95.5 202.64
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 101 60.0-120 GC10F-724-10877-09-8
Decachlorobiphenyl 110 60.0-120 GC10F-724-102051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09786B)
AIR

N/A

N/A

Lab Sample ID: PBLK-78

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-18 PCB 8082 NIOSH 5503 MCA05/29/2013 17:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-703-18U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-703-18U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-703-18U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-703-18U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-703-18U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-703-18U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-703-18U11096-82-5
NDTotal PCBs 1.00 GC10B-703-18U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 99.5 60.0-140 GC10B-703-18877-09-8
Decachlorobiphenyl 102 60.0-140 GC10B-703-182051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09786L)
AIR

N/A

N/A

Lab Sample ID: LCS-78

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-19 PCB 8082 NIOSH 5503 MCA05/29/2013 17:53 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 92.612674-11-2 1.00 0.926 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 99.5 60.0-140 GC10B-703-19877-09-8
Decachlorobiphenyl 101 60.0-140 GC10B-703-192051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

5

Pace Analytical Services, Inc. 13050741 Page 25 of 26



Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09786S)
AIR

N/A

N/A

Lab Sample ID: LCSD-78

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-20 PCB 8082 NIOSH 5503 MCA05/29/2013 18:06 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 98.612674-11-2 1.00 0.986 70.0-130 92.6 06.28 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 106 60.0-140 GC10B-703-20877-09-8
Decachlorobiphenyl 106 60.0-140 GC10B-703-202051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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SAMPLE RECEIPT REPORT Pace Analytical Services, Inc.
2190 Technology Drive
Schenectady, NY 12308
Phone: 518.346.4592
Fax: 518.381.6055

13080018

SAMPLED
DATE-TIME

CLIENT ID (LAB ID)

PROJECT:

CLIENT:

796360091791
1

LRF: 13080018

SEVENSON ENVIRONMENTAL SERVICES, INC.
SHIPPED VIA:

SHIPPING ID:
NUMBER OF COOLERS:

FEDEX

YES NOCUSTODY SEAL INTACT: COC DISCREPANCY:

CORNELL-DUBILIER G278

COMMENTS:

RECEIVED DATE:

1 WEEK

REPORT:
NO

LRF TAT:

ANALYTICAL REPORT
EDD:

DISPOSAL: BY LAB (45 DAYS)

TEMPERATURE(S): 3.1 °C

SAMPLE SEALS INTACT: NA
SAMPLES PROPERLY PRESERVED: YES

SAMPLES REC'D IN HOLDTIME: YES

METHOD DESCRIPTION

08/01/2013 10:04

REQUESTED
TEST QC

MATRIX

1,2

3

TAT-DUE Date
4

5

CDESS-OUI-073013-135TRE (F) (AQ20573) NIOSH 5503 PCBs by NIOSH 550307/30/2013 12:00 Air1 WEEK 08-08-13

CDESS-OUI-PUF-135TRE (AQ20574) EPA TO-4A PCB Analysis (TO-4A)07/31/2013 08:00 PF41 WEEK 08-08-13

CDESS-OUI-073013-135TRE (B) (AQ20631) NIOSH 5503 PCBs by NIOSH 550307/30/2013 12:00 Air1 WEEK 08-08-13

The pH preservation check of Oil and Grease (Method 1664) is performed as soon as possible after sample receipt and may not be included in this report.
The pH preservation check of aqueous volatile samples is not performed until after the analysis of the sample to maintain zero headspace and is not included in this report.
Samples received for pH analysis are not marked as a hold time exceedance here. SW-846 methods suggests analysis to be done within 15 minutes of sample collection. Because of transportation time it
is not possible for the laboratory to perform the test in that time. Sample Certificates of Analysis reports are noted as such. 

1

3
2

Samples arriving at the laboratory after 4:00 pm are assigned a due date as if they arrived the following business day unless other arrangements have been made.
4

All samples which require thermal preservation shall be considered acceptable when received greater than 6 degrees Celsius if they are collected on the same day as received and there is evidence that
the chilling process has begun, such as arrival on ice.

5

EPA TO-4A - PCB Analysis (TO-4A) - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCB Amount > RL

NIOSH 5503 - PCBs by NIOSH 5503 - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCBs

Reporting Parameters and Lists

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

2190 Technology Drive   Schenectady, NY 12308   Phone 518.346.4592 Fax 518.381.6055

Page 1 of 1



Pace Analytical e-Report

Report prepared for:
SEVENSON ENVIRONMENTAL SERVICES, INC.
333 HAMILTON BOULEVARD
SOUTH PLAINFIELD, NJ 07080
CONTACT: ERIC TSCHUDI

----------------------------------------------
Project ID: CORNELL-DUBILIER G278
Sampling Date(s): July 30, 2013, July 31, 2013
Lab Report ID: 13080018
Client Service Contact: Chelsea Farmer (518) 346-4592
----------------------------------------------
Analysis Included:
PCBs by NIOSH 5503
PCB Analysis (TO-4A)

Dan Pfalzer
Laboratory Director

Certifications: New York (EPA: NY00906, ELAP: 11078),  New Jersey (NY026),  Connecticut (PH-0337),  
                       Massachusetts (M-NY906),  Virgi nia (1884)

Pace Analytical Services, Inc.| 2190 Technology Drive | Schenectady, NY 12308
Phone: 518.346.4592 | internet: www.pacelabs.com 

Test results meet all National Environmental Laboratory Accreditation Conference (NELAC) requirements unless noted in the 
case narrative. The results contained within this document relate only  to the samples included in this report. Pace Analytical 
is responsible only for the certified testing and is not directly responsible for the integrity of the sample before laboratory 
receipt. This report shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.
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CASE NARRATIVE
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S:\Lims Data\1308\13080018\Package\CN_13080018_Rev00.doc

August 06, 2013
CASE NARRATIVE

This data package (SDG ID: 13080018) consists of 2 air samples and 1 polyurethane foam with associated glass
fiber filter (TO-4A) sample received on 08/01/2013. The samples are from Project Name: CORNELL-DUBILIER
G278.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date
AQ20573 CDESS-OUI-073013-135TRE (F) 07/30/2013 12:00
AQ20574 CDESS-OUI-PUF-135TRE 07/31/2013 08:00
AQ20631 CDESS-OUI-073013-135TRE (B) 07/30/2013 12:00

Sample Delivery and Receipt Conditions

(1.) All samples were delivered to the laboratory via FEDEX delivery service on 08/01/2013.

(2.) All samples were received at the laboratory intact and within holding times.

(3.) The following cooler temperature was recorded at sample receipt (Control limits are between 0-6 Degrees
Celsius): 3.1 degrees Celsius. Please see Chain of Custody for details.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NIOSH 5503. The following technical and administrative items
were noted for the analysis:

(1.) All quality assurance parameters were met for the analysis.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by EPA Method TO-4A along with secondary GC column confirmation
analysis by EPA Method 8082. Samples were extracted by Soxhlet Extraction Method (EPA - Method 3540C).
The following technical and administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1248 were flagged (AE) to denote that an altered Aroclor pattern was
observed. Please see Form for details.

(2.) The concentration results for Aroclor 1254 were flagged (AF) to denote that an altered Aroclor pattern was
observed. Please see Form for details.

(3.) The concentration result for Aroclor 1221 was flagged (PB) to denote that Aroclor 1221 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1221 was not presumed to be present in the sample(s). Please 
see associated Form for details.

Respectfully submitted,

Chelsea L. Farmer
Project Manager

1
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QUALIFIERS
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Organic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or extraction blank. Analyte concentration
should be considered as estimated.

D - Surrogate was diluted. The analysis of the sample required a dilution such that the surrogate
concentration was diluted below the laboratory acceptance criteria.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

P - Indicates relative percent difference (RPD) between primary and secondary gas chromatograph (GC)
column analysis exceeds 40 % or indicates percent difference (PD) between primary and secondary gas
chromatograph (GC) column analysis exceeds 25 %.

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

Z - Chromatographic interference due to polychlorinated biphenyl (PCB) co-elution.

* - Value not within control limits.

Inorganic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or digestion blank. Analyte concentration
should be considered as estimated.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

* - Value not within control limits.

2
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SAMPLE CHAIN OF CUSTODY
3
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GC - PCB
4
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Analytical Sample Results

Job Number: 13080018
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-073013-135TRE (F)
AIR

08/01/2013 10:04

07/30/2013 12:00

Lab Sample ID: 13080018-01 (AQ20573)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-19 PCB 8082 NIOSH 5503 JES08/05/2013 13:59 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.04m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 2.33Aroclor 1016 1.00 GC10F-806-19U12674-11-2
ND 2.33Aroclor 1221 1.00 GC10F-806-19U11104-28-2
ND 2.33Aroclor 1232 1.00 GC10F-806-19U11141-16-5
ND 2.33Aroclor 1242 1.00 GC10F-806-19U53469-21-9
ND 2.33Aroclor 1248 1.00 GC10F-806-19U12672-29-6
ND 2.33Aroclor 1254 1.00 GC10F-806-19U11097-69-1
ND 2.33Aroclor 1260 1.00 GC10F-806-19U11096-82-5
NDTotal PCBs 1.00 GC10F-806-19U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 90.8 60.0-140 GC10F-806-19877-09-8
Decachlorobiphenyl 92.5 60.0-140 GC10F-806-192051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13080018
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-PUF-135TRE
POLYURETHANE FOAM

08/01/2013 10:04

07/31/2013 08:00

Lab Sample ID: 13080018-02 (AQ20574)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-785-4 EPA Method TO-4A JES08/04/2013 08:38 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 223.48m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 0.000895Aroclor 1016 2.00 GC10B-785-4U12674-11-2
0.00676 0.000895Aroclor 1221 2.00 GC10B-785-4PB11104-28-2
ND 0.000895Aroclor 1232 2.00 GC10B-785-4U11141-16-5
ND 0.000895Aroclor 1242 2.00 GC10B-785-4U53469-21-9
0.0248 0.000895Aroclor 1248 2.00 GC10B-785-4AE12672-29-6
0.0278 0.000895Aroclor 1254 2.00 GC10B-785-4AF11097-69-1
ND 0.000895Aroclor 1260 2.00 GC10B-785-4U11096-82-5
0.05936Total PCB Amount > RL 2.00 GC10B-785-41336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 82.7 60.0-120 GC10F-805-4877-09-8
Decachlorobiphenyl 85.5 60.0-120 GC10F-805-42051-24-3
Tetrachloro-meta-xylene 82.8 60.0-120 GC10B-785-4877-09-8
Decachlorobiphenyl 91.7 60.0-120 GC10B-785-42051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
AE-Aroclor 1248 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
AF-Aroclor 1254 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
PB-Aroclor 1221 is being used to report an altered PCB pattern exhibited by the sample.   Actual Aroclor 1221 is not present in the sample, but is reported to
more accurately quantify PCB present in sample that has undergone environmental alteration.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13080018
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-073013-135TRE (B)
AIR

08/01/2013 10:04

07/30/2013 12:00

Lab Sample ID: 13080018-03 (AQ20631)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-14 PCB 8082 NIOSH 5503 JES08/05/2013 12:56 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.04m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 2.33Aroclor 1016 1.00 GC10F-806-14U12674-11-2
ND 2.33Aroclor 1221 1.00 GC10F-806-14U11104-28-2
ND 2.33Aroclor 1232 1.00 GC10F-806-14U11141-16-5
ND 2.33Aroclor 1242 1.00 GC10F-806-14U53469-21-9
ND 2.33Aroclor 1248 1.00 GC10F-806-14U12672-29-6
ND 2.33Aroclor 1254 1.00 GC10F-806-14U11097-69-1
ND 2.33Aroclor 1260 1.00 GC10F-806-14U11096-82-5
NDTotal PCBs 1.00 GC10F-806-14U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 87.9 60.0-140 GC10F-806-14877-09-8
Decachlorobiphenyl 90.2 60.0-140 GC10F-806-142051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Samples (Lab)
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20573B)
AIR

N/A

N/A

Lab Sample ID: PBLK-23

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-16 PCB 8082 NIOSH 5503 JES08/05/2013 13:22 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-806-16U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-806-16U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-806-16U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-806-16U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-806-16U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-806-16U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-806-16U11096-82-5
NDTotal PCBs 1.00 GC10F-806-16U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 90.3 60.0-140 GC10F-806-16877-09-8
Decachlorobiphenyl 90.6 60.0-140 GC10F-806-162051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20573L)
AIR

N/A

N/A

Lab Sample ID: LCS-23

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-17 PCB 8082 NIOSH 5503 JES08/05/2013 13:34 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 85.112674-11-2 1.00 0.851 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 88.3 60.0-140 GC10F-806-17877-09-8
Decachlorobiphenyl 90.0 60.0-140 GC10F-806-172051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20573S)
AIR

N/A

N/A

Lab Sample ID: LCSD-23

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-18 PCB 8082 NIOSH 5503 JES08/05/2013 13:47 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 86.912674-11-2 1.00 0.869 70.0-130 85.1 202.09
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 92.5 60.0-140 GC10F-806-18877-09-8
Decachlorobiphenyl 93.5 60.0-140 GC10F-806-182051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20574B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-784-6 EPA Method TO-4A JES08/03/2013 16:14 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-784-6U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-784-6U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-784-6U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-784-6U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-784-6U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-784-6U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-784-6U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10B-784-6U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 88.1 60.0-120 GC10B-784-6877-09-8
Decachlorobiphenyl 90.9 60.0-120 GC10B-784-62051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20574B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-804-6 EPA Method TO-4A JES08/03/2013 16:14 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-804-6U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-804-6U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-804-6U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-804-6U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-804-6U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-804-6U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-804-6U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10F-804-6U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 81.6 60.0-120 GC10F-804-6877-09-8
Decachlorobiphenyl 86.4 60.0-120 GC10F-804-62051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20574L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-784-7 EPA Method TO-4A JES08/03/2013 16:26 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 92.212674-11-2 1.00 0.922 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 97.1 60.0-120 GC10B-784-7877-09-8
Decachlorobiphenyl 96.5 60.0-120 GC10B-784-72051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20574L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-804-7 EPA Method TO-4A JES08/03/2013 16:26 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 83.912674-11-2 1.00 0.839 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 84.8 60.0-120 GC10F-804-7877-09-8
Decachlorobiphenyl 92.6 60.0-120 GC10F-804-72051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20574S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-784-8 EPA Method TO-4A JES08/03/2013 16:39 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 91.312674-11-2 1.00 0.913 70.0-130 92.2 200.981
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.9 60.0-120 GC10B-784-8877-09-8
Decachlorobiphenyl 96.6 60.0-120 GC10B-784-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20574S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-804-8 EPA Method TO-4A JES08/03/2013 16:39 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 85.412674-11-2 1.00 0.854 70.0-130 83.9 201.77
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 85.5 60.0-120 GC10F-804-8877-09-8
Decachlorobiphenyl 93.5 60.0-120 GC10F-804-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20631B)
AIR

N/A

N/A

Lab Sample ID: PBLK-24

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-11 PCB 8082 NIOSH 5503 JES08/05/2013 12:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-806-11U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-806-11U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-806-11U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-806-11U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-806-11U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-806-11U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-806-11U11096-82-5
NDTotal PCBs 1.00 GC10F-806-11U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 75.5 60.0-140 GC10F-806-11877-09-8
Decachlorobiphenyl 76.6 60.0-140 GC10F-806-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20631L)
AIR

N/A

N/A

Lab Sample ID: LCS-24

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-12 PCB 8082 NIOSH 5503 JES08/05/2013 12:31 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 81.712674-11-2 1.00 0.817 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 84.9 60.0-140 GC10F-806-12877-09-8
Decachlorobiphenyl 86.8 60.0-140 GC10F-806-122051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20631S)
AIR

N/A

N/A

Lab Sample ID: LCSD-24

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-13 PCB 8082 NIOSH 5503 JES08/05/2013 12:44 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 81.512674-11-2 1.00 0.815 70.0-130 81.7 200.245
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 82.5 60.0-140 GC10F-806-13877-09-8
Decachlorobiphenyl 82.8 60.0-140 GC10F-806-132051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Pace Analytical e-Report

Report prepared for:
SEVENSON ENVIRONMENTAL SERVICES, INC.
333 HAMILTON BOULEVARD
SOUTH PLAINFIELD, NJ 07080
CONTACT: ERIC TSCHUDI

----------------------------------------------
Project ID: CORNELL-DUBILIER G278
Sampling Date(s): April 24, 2013, April 25, 2013
Lab Report ID: 13040414
Client Service Contact: Chelsea Farmer (518) 346-4592
----------------------------------------------
Analysis Included:
PCBs by NIOSH 5503
PCB Analysis (TO-4A)

Dan Pfalzer
Laboratory Director

Certifications: NYS (EPA: NY00906, ELAP: 11078),  NJ (NY026),  CT (PH-0337),  MA(M-NY906),  VA (1884)

Pace Analytical Services, Inc.| 2190 Technology Drive | Schenectady, NY 12308
Phone: 518.346.4592 | internet: www.pacelabs.com 

Test results meet all National Environmental Laboratory Accreditation Conference (NELAC) requirements unless noted in the 
case narrative. The results contained within this document relate only  to the samples included in this report. Pace Analytical 
is responsible only for the certified testing and is not directly responsible for the integrity of the sample before laboratory 
receipt. This report shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.
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May 10, 2013
CASE NARRATIVE

This data package (SDG ID: 13040414) consists of 2 air samples and 1 polyurethane foam with associated glass
fiber filter (TO-4A) sample received on 04/26/2013. The samples are from Project Name: CORNELL-DUBILIER
G278.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date
AQ05927 CDESS-OUI-042413-413HAN (F) 04/24/2013 15:30
AQ05928 CDESS-OUI-PUF-413HAN 04/25/2013 07:30
AQ06151 CDESS-OUI-042413-413HAN (B) 04/25/2013 15:30

Sample Delivery and Receipt Conditions

(1.) All samples were delivered to the laboratory via FEDEX delivery service on 04/26/2013.

(2.) All samples were received at the laboratory intact and within holding times.

(3.) The following sample temperature was recorded at sample receipt (Control limits are between 0-6 Degrees
Celsius): 16.1 (IR) degrees Celsius; which exceeds temperature limits. Please see Chain of Custody for details.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NIOSH 5503. The following technical and administrative items were 
noted for the analysis:

(1.) All quality assurance parameters were met for the analysis.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by EPA Method TO-4A along with secondary GC column confirmation
analysis by EPA Method 8082. Samples were extracted by Soxhlet Extraction Method (EPA - Method 3540C). The 
following technical and administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1254 were flagged (AF) to denote that an altered Aroclor pattern was
observed. Please see certificate of analysis for details.

(2.) The concentration result for Aroclor 1248 was flagged (PE) to denote that Aroclor 1248 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1248 was not presumed to be present in the sample(s). Please 
see associated certificate of analysis for details.

(3.) The percent recovery for the TCMX surrogate exceeded quality control limits for sample (LAB ID: AQ05928)
on the primary column. The percent recovery for the alternate DCBP surrogate was within limits for this sample.
Please see the associated certificate of analysis for details. 

Respectfully submitted,

1
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Chelsea L. Farmer
Project Manager
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����������� �������� ���� ��� ��������� �����������

� � ��������� �������� ������������������ ����� ������� ������� ��� ��������� �� ������ �������� ������� �� ����
��������� ������������������ ���� ������� ������� ��� ��������� �� ������ �������� ������� �� ��

� � ������� ������� ������������ ���������������� ������� ���� �� �������� ��� ��� ���� ��� �������� ��� ������
������������� ��� �������� ��������

� � ��������������� ������������ ��� �� PCB �����������

� � ����� ���������� ���������������

��������� ���������� ���������� �������

� � ������� ������� �������� �� ���������� ������ ����� �� ��������� ������ ������� ������������� ������ ��
���������� �� ����������

� � ������� ������� ������������� �������� ����������� ����� �� ����������� ������ ����� ������ ����������� ���
��������� �������� ��� �� ������������������� ������� ����� ����������� �������� ������ ������ ������������ �� ����
���� ���������� ������������� ������������� �� ���������� �� ����������

� � ������� �� ��������� �������������� ��� ������������� ��������� ������� ���� �� �������� ��� ������ ���������
����������� �������� ���� ��� ��������� �����������

� � ������� ������� ������������ ���������������� ������� ���� �� �������� ��� ��� ���� ��� �������� ��� ������
������������� ��� �������� ��������

� � ����� ���������� ���������������
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SAMPLE CHAIN OF CUSTODY
3
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GC - PCB
4
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Analytical Sample Results

Job Number: 13040414
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-042413-413HAN (F)
AIR

04/26/2013 10:04

04/24/2013 15:30

Lab Sample ID: 13040414-01 (AQ05927)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-24 PCB 8082 NIOSH 5503 MCA05/01/2013 18:16 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC20F-1551-24U12674-11-2
ND 1.04Aroclor 1221 1.00 GC20F-1551-24U11104-28-2
ND 1.04Aroclor 1232 1.00 GC20F-1551-24U11141-16-5
ND 1.04Aroclor 1242 1.00 GC20F-1551-24U53469-21-9
ND 1.04Aroclor 1248 1.00 GC20F-1551-24U12672-29-6
ND 1.04Aroclor 1254 1.00 GC20F-1551-24U11097-69-1
ND 1.04Aroclor 1260 1.00 GC20F-1551-24U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-24U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 89.5 60.0-140 GC20F-1551-24877-09-8
Decachlorobiphenyl 108 60.0-140 GC20F-1551-242051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13040414
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-PUF-413HAN
POLYURETHANE FOAM

04/26/2013 10:04

04/25/2013 07:30

Lab Sample ID: 13040414-02 (AQ05928)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-14 EPA Method TO-4A JKA05/03/2013 13:32 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 233.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 0.000429Aroclor 1016 1.00 GC10B-665-14U12674-11-2
ND 0.000429Aroclor 1221 1.00 GC10B-665-14U11104-28-2
ND 0.000429Aroclor 1232 1.00 GC10B-665-14U11141-16-5
ND 0.000429Aroclor 1242 1.00 GC10B-665-14U53469-21-9
0.00458 0.000429Aroclor 1248 1.00 GC10B-665-14PE12672-29-6
0.00388 0.000429Aroclor 1254 1.00 GC10B-665-14AF11097-69-1
ND 0.000429Aroclor 1260 1.00 GC10B-665-14U11096-82-5
0.00846Total PCB Amount > RL 1.00 GC10B-665-141336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 125 60.0-120 * GC10F-686-14877-09-8
Decachlorobiphenyl 105 60.0-120 GC10F-686-142051-24-3
Tetrachloro-meta-xylene 92.0 60.0-120 GC10B-665-14877-09-8
Decachlorobiphenyl 102 60.0-120 GC10B-665-142051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
AF-Aroclor 1254 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
PE-Aroclor 1248 is being used to report an altered PCB pattern exhibited by the sample.  Actual Aroclor 1248 is not present in the sample, but is reported to more
accurately quantify PCB present in sample that has undergone environmental alteration.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13040414
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-042413-413HAN (B)
AIR

04/26/2013 10:04

04/25/2013 15:30

Lab Sample ID: 13040414-03 (AQ06151)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-28 PCB 8082 NIOSH 5503 MCA05/01/2013 19:07 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC20F-1551-28U12674-11-2
ND 1.04Aroclor 1221 1.00 GC20F-1551-28U11104-28-2
ND 1.04Aroclor 1232 1.00 GC20F-1551-28U11141-16-5
ND 1.04Aroclor 1242 1.00 GC20F-1551-28U53469-21-9
ND 1.04Aroclor 1248 1.00 GC20F-1551-28U12672-29-6
ND 1.04Aroclor 1254 1.00 GC20F-1551-28U11097-69-1
ND 1.04Aroclor 1260 1.00 GC20F-1551-28U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-28U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 87.9 60.0-140 GC20F-1551-28877-09-8
Decachlorobiphenyl 105 60.0-140 GC20F-1551-282051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Samples (Lab)

5
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ05927B)
AIR

N/A

N/A

Lab Sample ID: PBLK-90

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-21 PCB 8082 NIOSH 5503 MCA05/01/2013 17:39 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC20F-1551-21U12674-11-2
ND 0.100Aroclor 1221 1.00 GC20F-1551-21U11104-28-2
ND 0.100Aroclor 1232 1.00 GC20F-1551-21U11141-16-5
ND 0.100Aroclor 1242 1.00 GC20F-1551-21U53469-21-9
ND 0.100Aroclor 1248 1.00 GC20F-1551-21U12672-29-6
ND 0.100Aroclor 1254 1.00 GC20F-1551-21U11097-69-1
ND 0.100Aroclor 1260 1.00 GC20F-1551-21U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-21U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 86.3 60.0-140 GC20F-1551-21877-09-8
Decachlorobiphenyl 107 60.0-140 GC20F-1551-212051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ05927L)
AIR

N/A

N/A

Lab Sample ID: LCS-90

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-22 PCB 8082 NIOSH 5503 MCA05/01/2013 17:51 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 88.012674-11-2 1.00 0.880 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 83.1 60.0-140 GC20F-1551-22877-09-8
Decachlorobiphenyl 104 60.0-140 GC20F-1551-222051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ05927S)
AIR

N/A

N/A

Lab Sample ID: LCSD-90

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-23 PCB 8082 NIOSH 5503 MCA05/01/2013 18:04 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21901 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 88.212674-11-2 1.00 0.882 70.0-130 88.0 00.227 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 83.7 60.0-140 GC20F-1551-23877-09-8
Decachlorobiphenyl 102 60.0-140 GC20F-1551-232051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ06151B)
AIR

N/A

N/A

Lab Sample ID: PBLK-91

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-25 PCB 8082 NIOSH 5503 MCA05/01/2013 18:29 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC20F-1551-25U12674-11-2
ND 0.100Aroclor 1221 1.00 GC20F-1551-25U11104-28-2
ND 0.100Aroclor 1232 1.00 GC20F-1551-25U11141-16-5
ND 0.100Aroclor 1242 1.00 GC20F-1551-25U53469-21-9
ND 0.100Aroclor 1248 1.00 GC20F-1551-25U12672-29-6
ND 0.100Aroclor 1254 1.00 GC20F-1551-25U11097-69-1
ND 0.100Aroclor 1260 1.00 GC20F-1551-25U11096-82-5
NDTotal PCBs 1.00 GC20F-1551-25U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 88.3 60.0-140 GC20F-1551-25877-09-8
Decachlorobiphenyl 107 60.0-140 GC20F-1551-252051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ06151L)
AIR

N/A

N/A

Lab Sample ID: LCS-91

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-26 PCB 8082 NIOSH 5503 MCA05/01/2013 18:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 93.612674-11-2 1.00 0.936 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 91.7 60.0-140 GC20F-1551-26877-09-8
Decachlorobiphenyl 110 60.0-140 GC20F-1551-262051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ06151S)
AIR

N/A

N/A

Lab Sample ID: LCSD-91

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC20F-1551-27 PCB 8082 NIOSH 5503 MCA05/01/2013 18:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21902 EPA 3580A CAP05/01/2013 14:00 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 90.212674-11-2 1.00 0.902 70.0-130 93.6 03.70 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 95.3 60.0-140 GC20F-1551-27877-09-8
Decachlorobiphenyl 110 60.0-140 GC20F-1551-272051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ05928B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-11 EPA Method TO-4A JKA05/03/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-665-11U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-665-11U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-665-11U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-665-11U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-665-11U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-665-11U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-665-11U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10B-665-11U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 92.6 60.0-120 GC10B-665-11877-09-8
Decachlorobiphenyl 101 60.0-120 GC10B-665-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ05928B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-686-11 EPA Method TO-4A JKA05/03/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-686-11U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-686-11U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-686-11U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-686-11U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-686-11U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-686-11U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-686-11U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10F-686-11U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 97.8 60.0-120 GC10F-686-11877-09-8
Decachlorobiphenyl 104 60.0-120 GC10F-686-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ05928L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-12 EPA Method TO-4A JKA05/03/2013 13:07 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 89.512674-11-2 1.00 0.895 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 90.8 60.0-120 GC10B-665-12877-09-8
Decachlorobiphenyl 98.3 60.0-120 GC10B-665-122051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ05928L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-686-12 EPA Method TO-4A JKA05/03/2013 13:07 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 93.812674-11-2 1.00 0.938 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.9 60.0-120 GC10F-686-12877-09-8
Decachlorobiphenyl 100 60.0-120 GC10F-686-122051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ05928S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-665-13 EPA Method TO-4A JKA05/03/2013 13:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 91.912674-11-2 1.00 0.919 70.0-130 89.5 202.65
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.0 60.0-120 GC10B-665-13877-09-8
Decachlorobiphenyl 103 60.0-120 GC10B-665-132051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13040414
Lab Control Sample - Duplicate

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ05928S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-05

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-686-13 EPA Method TO-4A JKA05/03/2013 13:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

21919 EPA 3540C CAP05/02/2013 14:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 97.712674-11-2 1.00 0.977 70.0-130 93.8 204.07
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 99.5 60.0-120 GC10F-686-13877-09-8
Decachlorobiphenyl 105 60.0-120 GC10F-686-132051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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SAMPLE RECEIPT REPORT Pace Analytical Services, Inc.
2190 Technology Drive
Schenectady, NY 12308
Phone: 518.346.4592
Fax: 518.381.6055

13050741

SAMPLED
DATE-TIME

CLIENT ID (LAB ID)

PROJECT:

CLIENT:

799842031046
1

LRF: 13050741

SEVENSON ENVIRONMENTAL SERVICES, INC.
SHIPPED VIA:

SHIPPING ID:
NUMBER OF COOLERS:

FEDEX

NA NOCUSTODY SEAL INTACT: COC DISCREPANCY:

CORNELL-DUBILIER G278

COMMENTS: SAMPLES WERE SHIPPED AMBIENT. 

RECEIVED DATE:

1 WEEK

REPORT:
NO

LRF TAT:

CERTIFICATES OF ANALYSIS
EDD:

DISPOSAL: BY LAB (45 DAYS)

TEMPERATURE(S): 22.2 (IR) °C

SAMPLE SEALS INTACT: NA
SAMPLES PROPERLY PRESERVED: NO

SAMPLES REC'D IN HOLDTIME: YES

METHOD DESCRIPTION

05/28/2013 11:04

REQUESTED
TEST QC

MATRIX

1,2

3

TAT-DUE Date
4

5

CDESS-OUI-052213-211NMA (F) (AQ09784) NIOSH 5503 PCBs by NIOSH 550305/22/2013 15:15 Air1 WEEK 06-04-13

CDESS-OUI-PUF-211NMA (AQ09785) EPA TO-4A PCB Analysis (TO-4A)05/23/2013 08:15 PF41 WEEK 06-04-13

CDESS-OUI-052213-211NMA (B) (AQ09786) NIOSH 5503 PCBs by NIOSH 550305/23/2013 15:15 Air1 WEEK 06-04-13

The pH preservation check of Oil and Grease (Method 1664) is performed as soon as possible after sample receipt and may not be included in this report.
The pH preservation check of aqueous volatile samples is not performed until after the analysis of the sample to maintain zero headspace and is not included in this report.
Samples received for pH analysis are not marked as a hold time exceedance here. SW-846 methods suggests analysis to be done within 15 minutes of sample collection. Because of transportation time it
is not possible for the laboratory to perform the test in that time. Sample Certificates of Analysis reports are noted as such. 

1

3
2

Samples arriving at the laboratory after 4:00 pm are assigned a due date as if they arrived the following business day unless other arrangements have been made.
4

All samples which require thermal preservation shall be considered acceptable when received greater than 6 degrees Celsius if they are collected on the same day as received and there is evidence that
the chilling process has begun, such as arrival on ice.

5

EPA TO-4A - PCB Analysis (TO-4A) - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCB Amount > RL

NIOSH 5503 - PCBs by NIOSH 5503 - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCBs

Reporting Parameters and Lists

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

2190 Technology Drive   Schenectady, NY 12308   Phone 518.346.4592 Fax 518.381.6055

Page 1 of 1



Pace Analytical e-Report

Report prepared for:
SEVENSON ENVIRONMENTAL SERVICES, INC.
333 HAMILTON BOULEVARD
SOUTH PLAINFIELD, NJ 07080
CONTACT: ERIC TSCHUDI

----------------------------------------------
Project ID: CORNELL-DUBILIER G278
Sampling Date(s): May 22, 2013, May 23, 2013
Lab Report ID: 13050741
Client Service Contact: Chelsea Farmer (518) 346-4592
----------------------------------------------
Analysis Included:
PCBs by NIOSH 5503
PCB Analysis (TO-4A)

Dan Pfalzer
Laboratory Director

Certifications: NYS (EPA: NY00906, ELAP: 11078),  NJ (NY026),  CT (PH-0337),  MA(M-NY906),  VA (1884)

Pace Analytical Services, Inc.| 2190 Technology Drive | Schenectady, NY 12308
Phone: 518.346.4592 | internet: www.pacelabs.com 

Test results meet all National Environmental Laboratory Accreditation Conference (NELAC) requirements unless noted in the 
case narrative. The results contained within this document relate only  to the samples included in this report. Pace Analytical 
is responsible only for the certified testing and is not directly responsible for the integrity of the sample before laboratory 
receipt. This report shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.
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CASE NARRATIVE
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S:\Lims Data\1305\13050741\Package\CN_13050741_Rev00.doc

June 04, 2013
CASE NARRATIVE

This data package (SDG ID: 13050741) consists of 2 air samples and 1 polyurethane foam with associated glass
fiber filter (TO-4A) sample received on 05/28/2013. The samples are from Project Name: CORNELL-DUBILIER
G278.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date
AQ09784 CDESS-OUI-052213-211NMA (F) 05/22/2013 15:15
AQ09785 CDESS-OUI-PUF-211NMA 05/23/2013 08:15
AQ09786 CDESS-OUI-052213-211NMA (B) 05/23/2013 15:15

Sample Delivery and Receipt Conditions

(1.) All samples were delivered to the laboratory via FEDEX delivery service on 05/28/2013.

(2.) All samples were received at the laboratory intact and within holding times.

(3.) The following cooler temperature was recorded at sample receipt (Control limits are between 0-6 Degrees
Celsius): 22.2 (IR) degrees Celsius; which exceeds temperature limits. Ice was not present in the cooler. Please see
Chain of Custody for details.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NIOSH 5503. The following technical and administrative items were 
noted for the analysis:

(1.) All quality assurance parameters were met for the analysis.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by EPA Method TO-4A along with secondary GC column confirmation
analysis by EPA Method 8082. Samples were extracted by Soxhlet Extraction Method (EPA - Method 3540C). The 
following technical and administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1254 were flagged (AF) to denote that an altered Aroclor pattern was
observed. Please see Form for details.

(2.) The concentration result for Aroclor 1248 was flagged (PE) to denote that Aroclor 1248 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1248 was not presumed to be present in the sample(s). Please 
see associated Form for details.

Respectfully submitted,

Chelsea L. Farmer
Project Manager

1
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QUALIFIERS
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Organic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or extraction blank. Analyte concentration
should be considered as estimated.

D - Surrogate was diluted. The analysis of the sample required a dilution such that the surrogate
concentration was diluted below the laboratory acceptance criteria.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

P - Indicates relative percent difference (RPD) between primary and secondary gas chromatograph (GC)
column analysis exceeds 40 % or indicates percent difference (PD) between primary and secondary gas
chromatograph (GC) column analysis exceeds 25 %.

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

Z - Chromatographic interference due to polychlorinated biphenyl (PCB) co-elution.

* - Value not within control limits.

Inorganic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or digestion blank. Analyte concentration
should be considered as estimated.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

* - Value not within control limits.

2
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SAMPLE CHAIN OF CUSTODY
3
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GC - PCB
4
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Analytical Sample Results

Job Number: 13050741
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-052213-211NMA (F)
AIR

05/28/2013 11:04

05/22/2013 15:15

Lab Sample ID: 13050741-01 (AQ09784)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-17 PCB 8082 NIOSH 5503 MCA05/29/2013 17:28 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC10B-703-17U12674-11-2
ND 1.04Aroclor 1221 1.00 GC10B-703-17U11104-28-2
ND 1.04Aroclor 1232 1.00 GC10B-703-17U11141-16-5
ND 1.04Aroclor 1242 1.00 GC10B-703-17U53469-21-9
ND 1.04Aroclor 1248 1.00 GC10B-703-17U12672-29-6
ND 1.04Aroclor 1254 1.00 GC10B-703-17U11097-69-1
ND 1.04Aroclor 1260 1.00 GC10B-703-17U11096-82-5
NDTotal PCBs 1.00 GC10B-703-17U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 98.0 60.0-140 GC10B-703-17877-09-8
Decachlorobiphenyl 98.5 60.0-140 GC10B-703-172051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13050741
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-PUF-211NMA
POLYURETHANE FOAM

05/28/2013 11:04

05/23/2013 08:15

Lab Sample ID: 13050741-02 (AQ09785)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-11 EPA Method TO-4A MCA05/29/2013 13:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

GC10F-724-11 EPA Method TO-4A MCA05/29/2013 13:19 NAAnalysis 2: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 222.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 0.000901Aroclor 1016 2.00 GC10F-724-11U12674-11-2
ND 0.000901Aroclor 1221 2.00 GC10F-724-11U11104-28-2
ND 0.000901Aroclor 1232 2.00 GC10F-724-11U11141-16-5
ND 0.000901Aroclor 1242 2.00 GC10F-724-11U53469-21-9
0.00808 0.000901Aroclor 1248 2.00 GC10F-724-11PE12672-29-6
0.00643 0.000901Aroclor 1254 2.00 GC10B-703-11AF11097-69-1
ND 0.000901Aroclor 1260 2.00 GC10F-724-11U11096-82-5
0.01451Total PCB Amount > RL 2.00 GC10F-724-111336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 107 60.0-120 GC10F-724-11877-09-8
Decachlorobiphenyl 103 60.0-120 GC10F-724-112051-24-3
Tetrachloro-meta-xylene 93.7 60.0-120 GC10B-703-11877-09-8
Decachlorobiphenyl 103 60.0-120 GC10B-703-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
AF-Aroclor 1254 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
PE-Aroclor 1248 is being used to report an altered PCB pattern exhibited by the sample.  Actual Aroclor 1248 is not present in the sample, but is reported to more
accurately quantify PCB present in sample that has undergone environmental alteration.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13050741
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-052213-211NMA (B)
AIR

05/28/2013 11:04

05/23/2013 15:15

Lab Sample ID: 13050741-03 (AQ09786)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-21 PCB 8082 NIOSH 5503 MCA05/29/2013 18:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.10m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 1.04Aroclor 1016 1.00 GC10B-703-21U12674-11-2
ND 1.04Aroclor 1221 1.00 GC10B-703-21U11104-28-2
ND 1.04Aroclor 1232 1.00 GC10B-703-21U11141-16-5
ND 1.04Aroclor 1242 1.00 GC10B-703-21U53469-21-9
ND 1.04Aroclor 1248 1.00 GC10B-703-21U12672-29-6
ND 1.04Aroclor 1254 1.00 GC10B-703-21U11097-69-1
ND 1.04Aroclor 1260 1.00 GC10B-703-21U11096-82-5
NDTotal PCBs 1.00 GC10B-703-21U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 102 60.0-140 GC10B-703-21877-09-8
Decachlorobiphenyl 101 60.0-140 GC10B-703-212051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09784B)
AIR

N/A

N/A

Lab Sample ID: PBLK-73

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-14 PCB 8082 NIOSH 5503 MCA05/29/2013 16:50 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-703-14U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-703-14U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-703-14U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-703-14U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-703-14U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-703-14U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-703-14U11096-82-5
NDTotal PCBs 1.00 GC10B-703-14U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 101 60.0-140 GC10B-703-14877-09-8
Decachlorobiphenyl 100 60.0-140 GC10B-703-142051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09784L)
AIR

N/A

N/A

Lab Sample ID: LCS-73

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-15 PCB 8082 NIOSH 5503 MCA05/29/2013 17:03 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 94.912674-11-2 1.00 0.949 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 102 60.0-140 GC10B-703-15877-09-8
Decachlorobiphenyl 101 60.0-140 GC10B-703-152051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

5

Pace Analytical Services, Inc. 13050741 Page 16 of 26



Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09784S)
AIR

N/A

N/A

Lab Sample ID: LCSD-73

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-16 PCB 8082 NIOSH 5503 MCA05/29/2013 17:16 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22270 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 89.912674-11-2 1.00 0.899 70.0-130 94.9 05.41 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 98.7 60.0-140 GC10B-703-16877-09-8
Decachlorobiphenyl 96.9 60.0-140 GC10B-703-162051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09785B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-8 EPA Method TO-4A MCA05/29/2013 12:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-703-8U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-703-8U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-703-8U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-703-8U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-703-8U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-703-8U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-703-8U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10B-703-8U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 97.8 60.0-120 GC10B-703-8877-09-8
Decachlorobiphenyl 108 60.0-120 GC10B-703-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09785B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-724-8 EPA Method TO-4A MCA05/29/2013 12:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-724-8U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-724-8U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-724-8U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-724-8U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-724-8U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-724-8U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-724-8U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10F-724-8U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.2 60.0-120 GC10F-724-8877-09-8
Decachlorobiphenyl 104 60.0-120 GC10F-724-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09785L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-9 EPA Method TO-4A MCA05/29/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1221 96.111104-28-2 1.00 0.961 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 104 60.0-120 GC10B-703-9877-09-8
Decachlorobiphenyl 113 60.0-120 GC10B-703-92051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09785L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-724-9 EPA Method TO-4A MCA05/29/2013 12:54 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1221 95.511104-28-2 1.00 0.955 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 103 60.0-120 GC10F-724-9877-09-8
Decachlorobiphenyl 110 60.0-120 GC10F-724-92051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
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Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09785S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-10 EPA Method TO-4A MCA05/29/2013 13:06 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1221 97.711104-28-2 1.00 0.977 70.0-130 96.1 202.28
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 102 60.0-120 GC10B-703-10877-09-8
Decachlorobiphenyl 111 60.0-120 GC10B-703-102051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
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Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09785S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-68

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-724-10 EPA Method TO-4A MCA05/29/2013 13:06 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

22260 EPA 3540C MXR05/28/2013 15:20 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1221 93.611104-28-2 1.00 0.936 70.0-130 95.5 202.64
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 101 60.0-120 GC10F-724-10877-09-8
Decachlorobiphenyl 110 60.0-120 GC10F-724-102051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
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Quality Control Results

Job Number: 13050741
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ09786B)
AIR

N/A

N/A

Lab Sample ID: PBLK-78

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-18 PCB 8082 NIOSH 5503 MCA05/29/2013 17:41 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-703-18U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-703-18U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-703-18U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-703-18U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-703-18U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-703-18U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-703-18U11096-82-5
NDTotal PCBs 1.00 GC10B-703-18U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 99.5 60.0-140 GC10B-703-18877-09-8
Decachlorobiphenyl 102 60.0-140 GC10B-703-182051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13050741
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ09786L)
AIR

N/A

N/A

Lab Sample ID: LCS-78

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-19 PCB 8082 NIOSH 5503 MCA05/29/2013 17:53 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 92.612674-11-2 1.00 0.926 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 99.5 60.0-140 GC10B-703-19877-09-8
Decachlorobiphenyl 101 60.0-140 GC10B-703-192051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
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Quality Control Results

Job Number: 13050741
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ09786S)
AIR

N/A

N/A

Lab Sample ID: LCSD-78

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-703-20 PCB 8082 NIOSH 5503 MCA05/29/2013 18:06 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

22276 EPA 3580A CAP05/29/2013 15:25 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 98.612674-11-2 1.00 0.986 70.0-130 92.6 06.28 *
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 106 60.0-140 GC10B-703-20877-09-8
Decachlorobiphenyl 106 60.0-140 GC10B-703-202051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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SAMPLE RECEIPT REPORT Pace Analytical Services, Inc.
2190 Technology Drive
Schenectady, NY 12308
Phone: 518.346.4592
Fax: 518.381.6055

13080018

SAMPLED
DATE-TIME

CLIENT ID (LAB ID)

PROJECT:

CLIENT:

796360091791
1

LRF: 13080018

SEVENSON ENVIRONMENTAL SERVICES, INC.
SHIPPED VIA:

SHIPPING ID:
NUMBER OF COOLERS:

FEDEX

YES NOCUSTODY SEAL INTACT: COC DISCREPANCY:

CORNELL-DUBILIER G278

COMMENTS:

RECEIVED DATE:

1 WEEK

REPORT:
NO

LRF TAT:

ANALYTICAL REPORT
EDD:

DISPOSAL: BY LAB (45 DAYS)

TEMPERATURE(S): 3.1 °C

SAMPLE SEALS INTACT: NA
SAMPLES PROPERLY PRESERVED: YES

SAMPLES REC'D IN HOLDTIME: YES

METHOD DESCRIPTION

08/01/2013 10:04

REQUESTED
TEST QC

MATRIX

1,2

3

TAT-DUE Date
4

5

CDESS-OUI-073013-135TRE (F) (AQ20573) NIOSH 5503 PCBs by NIOSH 550307/30/2013 12:00 Air1 WEEK 08-08-13

CDESS-OUI-PUF-135TRE (AQ20574) EPA TO-4A PCB Analysis (TO-4A)07/31/2013 08:00 PF41 WEEK 08-08-13

CDESS-OUI-073013-135TRE (B) (AQ20631) NIOSH 5503 PCBs by NIOSH 550307/30/2013 12:00 Air1 WEEK 08-08-13

The pH preservation check of Oil and Grease (Method 1664) is performed as soon as possible after sample receipt and may not be included in this report.
The pH preservation check of aqueous volatile samples is not performed until after the analysis of the sample to maintain zero headspace and is not included in this report.
Samples received for pH analysis are not marked as a hold time exceedance here. SW-846 methods suggests analysis to be done within 15 minutes of sample collection. Because of transportation time it
is not possible for the laboratory to perform the test in that time. Sample Certificates of Analysis reports are noted as such. 

1

3
2

Samples arriving at the laboratory after 4:00 pm are assigned a due date as if they arrived the following business day unless other arrangements have been made.
4

All samples which require thermal preservation shall be considered acceptable when received greater than 6 degrees Celsius if they are collected on the same day as received and there is evidence that
the chilling process has begun, such as arrival on ice.

5

EPA TO-4A - PCB Analysis (TO-4A) - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCB Amount > RL

NIOSH 5503 - PCBs by NIOSH 5503 - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCBs

Reporting Parameters and Lists

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

2190 Technology Drive   Schenectady, NY 12308   Phone 518.346.4592 Fax 518.381.6055
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Pace Analytical e-Report

Report prepared for:
SEVENSON ENVIRONMENTAL SERVICES, INC.
333 HAMILTON BOULEVARD
SOUTH PLAINFIELD, NJ 07080
CONTACT: ERIC TSCHUDI

----------------------------------------------
Project ID: CORNELL-DUBILIER G278
Sampling Date(s): July 30, 2013, July 31, 2013
Lab Report ID: 13080018
Client Service Contact: Chelsea Farmer (518) 346-4592
----------------------------------------------
Analysis Included:
PCBs by NIOSH 5503
PCB Analysis (TO-4A)

Dan Pfalzer
Laboratory Director

Certifications: New York (EPA: NY00906, ELAP: 11078),  New Jersey (NY026),  Connecticut (PH-0337),  
                       Massachusetts (M-NY906),  Virgi nia (1884)

Pace Analytical Services, Inc.| 2190 Technology Drive | Schenectady, NY 12308
Phone: 518.346.4592 | internet: www.pacelabs.com 

Test results meet all National Environmental Laboratory Accreditation Conference (NELAC) requirements unless noted in the 
case narrative. The results contained within this document relate only  to the samples included in this report. Pace Analytical 
is responsible only for the certified testing and is not directly responsible for the integrity of the sample before laboratory 
receipt. This report shall not be reproduced, except in full, without the written consent of Pace Analytical Services, Inc.
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CASE NARRATIVE
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S:\Lims Data\1308\13080018\Package\CN_13080018_Rev00.doc

August 06, 2013
CASE NARRATIVE

This data package (SDG ID: 13080018) consists of 2 air samples and 1 polyurethane foam with associated glass
fiber filter (TO-4A) sample received on 08/01/2013. The samples are from Project Name: CORNELL-DUBILIER
G278.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date
AQ20573 CDESS-OUI-073013-135TRE (F) 07/30/2013 12:00
AQ20574 CDESS-OUI-PUF-135TRE 07/31/2013 08:00
AQ20631 CDESS-OUI-073013-135TRE (B) 07/30/2013 12:00

Sample Delivery and Receipt Conditions

(1.) All samples were delivered to the laboratory via FEDEX delivery service on 08/01/2013.

(2.) All samples were received at the laboratory intact and within holding times.

(3.) The following cooler temperature was recorded at sample receipt (Control limits are between 0-6 Degrees
Celsius): 3.1 degrees Celsius. Please see Chain of Custody for details.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NIOSH 5503. The following technical and administrative items
were noted for the analysis:

(1.) All quality assurance parameters were met for the analysis.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by EPA Method TO-4A along with secondary GC column confirmation
analysis by EPA Method 8082. Samples were extracted by Soxhlet Extraction Method (EPA - Method 3540C).
The following technical and administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1248 were flagged (AE) to denote that an altered Aroclor pattern was
observed. Please see Form for details.

(2.) The concentration results for Aroclor 1254 were flagged (AF) to denote that an altered Aroclor pattern was
observed. Please see Form for details.

(3.) The concentration result for Aroclor 1221 was flagged (PB) to denote that Aroclor 1221 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1221 was not presumed to be present in the sample(s). Please 
see associated Form for details.

Respectfully submitted,

Chelsea L. Farmer
Project Manager

1
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QUALIFIERS
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Organic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or extraction blank. Analyte concentration
should be considered as estimated.

D - Surrogate was diluted. The analysis of the sample required a dilution such that the surrogate
concentration was diluted below the laboratory acceptance criteria.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

P - Indicates relative percent difference (RPD) between primary and secondary gas chromatograph (GC)
column analysis exceeds 40 % or indicates percent difference (PD) between primary and secondary gas
chromatograph (GC) column analysis exceeds 25 %.

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

Z - Chromatographic interference due to polychlorinated biphenyl (PCB) co-elution.

* - Value not within control limits.

Inorganic Laboratory Qualifiers Defined

B - Denotes analyte observed in associated method blank or digestion blank. Analyte concentration
should be considered as estimated.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be re-
analyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Reporting Limit (RL).

U - Denotes analyte not detected at concentration greater than or equal to the Reporting Limit (RL).
Reporting Limit’s (RL) are adjusted for sample weight/volume and dilution factors.

* - Value not within control limits.

2
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SAMPLE CHAIN OF CUSTODY
3
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GC - PCB
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Analytical Sample Results

Job Number: 13080018
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-073013-135TRE (F)
AIR

08/01/2013 10:04

07/30/2013 12:00

Lab Sample ID: 13080018-01 (AQ20573)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-19 PCB 8082 NIOSH 5503 JES08/05/2013 13:59 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.04m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 2.33Aroclor 1016 1.00 GC10F-806-19U12674-11-2
ND 2.33Aroclor 1221 1.00 GC10F-806-19U11104-28-2
ND 2.33Aroclor 1232 1.00 GC10F-806-19U11141-16-5
ND 2.33Aroclor 1242 1.00 GC10F-806-19U53469-21-9
ND 2.33Aroclor 1248 1.00 GC10F-806-19U12672-29-6
ND 2.33Aroclor 1254 1.00 GC10F-806-19U11097-69-1
ND 2.33Aroclor 1260 1.00 GC10F-806-19U11096-82-5
NDTotal PCBs 1.00 GC10F-806-19U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 90.8 60.0-140 GC10F-806-19877-09-8
Decachlorobiphenyl 92.5 60.0-140 GC10F-806-192051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13080018
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-PUF-135TRE
POLYURETHANE FOAM

08/01/2013 10:04

07/31/2013 08:00

Lab Sample ID: 13080018-02 (AQ20574)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-785-4 EPA Method TO-4A JES08/04/2013 08:38 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 223.48m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 0.000895Aroclor 1016 2.00 GC10B-785-4U12674-11-2
0.00676 0.000895Aroclor 1221 2.00 GC10B-785-4PB11104-28-2
ND 0.000895Aroclor 1232 2.00 GC10B-785-4U11141-16-5
ND 0.000895Aroclor 1242 2.00 GC10B-785-4U53469-21-9
0.0248 0.000895Aroclor 1248 2.00 GC10B-785-4AE12672-29-6
0.0278 0.000895Aroclor 1254 2.00 GC10B-785-4AF11097-69-1
ND 0.000895Aroclor 1260 2.00 GC10B-785-4U11096-82-5
0.05936Total PCB Amount > RL 2.00 GC10B-785-41336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 82.7 60.0-120 GC10F-805-4877-09-8
Decachlorobiphenyl 85.5 60.0-120 GC10F-805-42051-24-3
Tetrachloro-meta-xylene 82.8 60.0-120 GC10B-785-4877-09-8
Decachlorobiphenyl 91.7 60.0-120 GC10B-785-42051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.
AE-Aroclor 1248 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
AF-Aroclor 1254 is being reported as the best Aroclor match.  The sample exhibits an altered PCB pattern.
PB-Aroclor 1221 is being used to report an altered PCB pattern exhibited by the sample.   Actual Aroclor 1221 is not present in the sample, but is reported to
more accurately quantify PCB present in sample that has undergone environmental alteration.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Analytical Sample Results

Job Number: 13080018
Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

CDESS-OUI-073013-135TRE (B)
AIR

08/01/2013 10:04

07/30/2013 12:00

Lab Sample ID: 13080018-03 (AQ20631)

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-14 PCB 8082 NIOSH 5503 JES08/05/2013 12:56 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.04m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug/m³)
ND 2.33Aroclor 1016 1.00 GC10F-806-14U12674-11-2
ND 2.33Aroclor 1221 1.00 GC10F-806-14U11104-28-2
ND 2.33Aroclor 1232 1.00 GC10F-806-14U11141-16-5
ND 2.33Aroclor 1242 1.00 GC10F-806-14U53469-21-9
ND 2.33Aroclor 1248 1.00 GC10F-806-14U12672-29-6
ND 2.33Aroclor 1254 1.00 GC10F-806-14U11097-69-1
ND 2.33Aroclor 1260 1.00 GC10F-806-14U11096-82-5
NDTotal PCBs 1.00 GC10F-806-14U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 87.9 60.0-140 GC10F-806-14877-09-8
Decachlorobiphenyl 90.2 60.0-140 GC10F-806-142051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
Note: Concentration results based upon client supplied air volumes.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Samples (Lab)

5

Pace Analytical Services, Inc. 13080018 Page 15 of 27



Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20573B)
AIR

N/A

N/A

Lab Sample ID: PBLK-23

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-16 PCB 8082 NIOSH 5503 JES08/05/2013 13:22 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-806-16U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-806-16U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-806-16U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-806-16U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-806-16U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-806-16U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-806-16U11096-82-5
NDTotal PCBs 1.00 GC10F-806-16U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 90.3 60.0-140 GC10F-806-16877-09-8
Decachlorobiphenyl 90.6 60.0-140 GC10F-806-162051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20573L)
AIR

N/A

N/A

Lab Sample ID: LCS-23

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-17 PCB 8082 NIOSH 5503 JES08/05/2013 13:34 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 85.112674-11-2 1.00 0.851 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 88.3 60.0-140 GC10F-806-17877-09-8
Decachlorobiphenyl 90.0 60.0-140 GC10F-806-172051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20573S)
AIR

N/A

N/A

Lab Sample ID: LCSD-23

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-18 PCB 8082 NIOSH 5503 JES08/05/2013 13:47 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23286 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 86.912674-11-2 1.00 0.869 70.0-130 85.1 202.09
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 92.5 60.0-140 GC10F-806-18877-09-8
Decachlorobiphenyl 93.5 60.0-140 GC10F-806-182051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20574B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-784-6 EPA Method TO-4A JES08/03/2013 16:14 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10B-784-6U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10B-784-6U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10B-784-6U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10B-784-6U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10B-784-6U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10B-784-6U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10B-784-6U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10B-784-6U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 88.1 60.0-120 GC10B-784-6877-09-8
Decachlorobiphenyl 90.9 60.0-120 GC10B-784-62051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20574B)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: PBLK-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-804-6 EPA Method TO-4A JES08/03/2013 16:14 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-804-6U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-804-6U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-804-6U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-804-6U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-804-6U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-804-6U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-804-6U11096-82-5
NDTotal PCB Amount > RL 1.00 GC10F-804-6U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 81.6 60.0-120 GC10F-804-6877-09-8
Decachlorobiphenyl 86.4 60.0-120 GC10F-804-62051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20574L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-784-7 EPA Method TO-4A JES08/03/2013 16:26 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 92.212674-11-2 1.00 0.922 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 97.1 60.0-120 GC10B-784-7877-09-8
Decachlorobiphenyl 96.5 60.0-120 GC10B-784-72051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.

2190 Technology Drive | Schenectady, NY 12308 | Phone 518.346.4592 | Fax 518.381.6055 | www.pacelabs.com
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20574L)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCS-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-804-7 EPA Method TO-4A JES08/03/2013 16:26 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 83.912674-11-2 1.00 0.839 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 84.8 60.0-120 GC10F-804-7877-09-8
Decachlorobiphenyl 92.6 60.0-120 GC10F-804-72051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20574S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10B-784-8 EPA Method TO-4A JES08/03/2013 16:39 NAAnalysis 1: NA Phenomenex, Zebron ZB-5, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 91.312674-11-2 1.00 0.913 70.0-130 92.2 200.981
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 94.9 60.0-120 GC10B-784-8877-09-8
Decachlorobiphenyl 96.6 60.0-120 GC10B-784-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20574S)
POLYURETHANE FOAM

N/A

N/A

Lab Sample ID: LCSD-10

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-804-8 EPA Method TO-4A JES08/03/2013 16:39 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23268 EPA 3540C PAS08/02/2013 16:40 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 85.412674-11-2 1.00 0.854 70.0-130 83.9 201.77
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 85.5 60.0-120 GC10F-804-8877-09-8
Decachlorobiphenyl 93.5 60.0-120 GC10F-804-82051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13080018
Method Blank

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Method Blank (AQ20631B)
AIR

N/A

N/A

Lab Sample ID: PBLK-24

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-11 PCB 8082 NIOSH 5503 JES08/05/2013 12:19 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Analyte CAS No. Result PQL Dilution Factor Flags File ID(ug)
ND 0.100Aroclor 1016 1.00 GC10F-806-11U12674-11-2
ND 0.100Aroclor 1221 1.00 GC10F-806-11U11104-28-2
ND 0.100Aroclor 1232 1.00 GC10F-806-11U11141-16-5
ND 0.100Aroclor 1242 1.00 GC10F-806-11U53469-21-9
ND 0.100Aroclor 1248 1.00 GC10F-806-11U12672-29-6
ND 0.100Aroclor 1254 1.00 GC10F-806-11U11097-69-1
ND 0.100Aroclor 1260 1.00 GC10F-806-11U11096-82-5
NDTotal PCBs 1.00 GC10F-806-11U1336-36-3

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 75.5 60.0-140 GC10F-806-11877-09-8
Decachlorobiphenyl 76.6 60.0-140 GC10F-806-112051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13080018
Lab Control Sample (LCS)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample (AQ20631L)
AIR

N/A

N/A

Lab Sample ID: LCS-24

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-12 PCB 8082 NIOSH 5503 JES08/05/2013 12:31 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCS LCS
Analyte Spiked
Aroclor 1016 81.712674-11-2 1.00 0.817 70.0-130
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 84.9 60.0-140 GC10F-806-12877-09-8
Decachlorobiphenyl 86.8 60.0-140 GC10F-806-122051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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Quality Control Results

Job Number: 13080018
Lab Control Sample - Duplicate (LCSD)

Fax: 518.381.6055
Phone: 518.346.4592
Schenectady, NY 12308
2190 Technology Drive
Pace Analytical Services, Inc.

Client Sample ID:
Sample Matrix:
Received Date:

Collection Date:

Lab Control Sample - Duplicate (AQ20631S)
AIR

N/A

N/A

Lab Sample ID: LCSD-24

SEVENSON ENVIRONMENTAL SERVICES, INC.Client:

Batch ID AnalystDate Init Wt./Vol.Method Final Vol. Column
GC10F-806-13 PCB 8082 NIOSH 5503 JES08/05/2013 12:44 NAAnalysis 1: NA Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 µm

23287 EPA 3580A CAP08/05/2013 07:30 0.00m³Prep 1: 5.00 mL NA

N/APercent Solid:

CORNELL-DUBILIER G278Project:

LCS
Precision

RPD Q
Limits
(%)

1
% Rec.

Added
CAS No.

1
(ug) (ug) % Rec. (%)

Limits
Q

LCSD LCSD
Analyte Spiked
Aroclor 1016 81.512674-11-2 1.00 0.815 70.0-130 81.7 200.245
Qualifier column where '*' denotes value outside the control limits. Note: RPD criteria does not apply if either the sample and duplicate sample are not detected.1

Surrogate
Limits

Q File ID% RecoveryCAS No.
1

(%)
Tetrachloro-meta-xylene 82.5 60.0-140 GC10F-806-13877-09-8
Decachlorobiphenyl 82.8 60.0-140 GC10F-806-132051-24-3
Qualifier column where '*' denotes value outside the control limits or 'D' denotes value was diluted out. 1

ND: Denotes analyte not detected at a concentration greater than the PQL.
PQL (Practical Quantitation Limit). Denotes lowest analyte concentration reportable for the sample.
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SAMPLE RECEIPT REPORT Pace Analytical Services, Inc.
2190 Technology Drive
Schenectady, NY 12308
Phone: 518.346.4592
Fax: 518.381.6055

13040414

SAMPLED
DATE-TIME

CLIENT ID (LAB ID)

PROJECT:

CLIENT:

7996910166855
0

LRF: 13040414

SEVENSON ENVIRONMENTAL SERVICES, INC.
SHIPPED VIA:

SHIPPING ID:
NUMBER OF COOLERS:

FEDEX

YES NOCUSTODY SEAL INTACT: COC DISCREPANCY:

CORNELL-DUBILIER G278

COMMENTS: UPON RECEIPT IN LAB THE TEMP OF THE SAMPLES WAS ABOVE 6C. 

RECEIVED DATE:

2 WEEK

REPORT:
NO

LRF TAT:

CERTIFICATES OF ANALYSIS
EDD:

DISPOSAL: BY LAB (45 DAYS)

TEMPERATURE(S): 16.1 (IR) °C

SAMPLE SEALS INTACT: NA
SAMPLES PROPERLY PRESERVED: NO

SAMPLES REC'D IN HOLDTIME: YES

METHOD DESCRIPTION

04/26/2013 10:04

REQUESTED
TEST QC

MATRIX

1,2

3

TAT-DUE Date
4

5

CDESS-OUI-042413-413HAN (AQ05927) NIOSH 5503 PCBs by NIOSH 550304/24/2013 15:30 Air2 WEEK 05-10-13

CDESS-OUI-PUF-413HAN (AQ05928) EPA TO-4A PCB Analysis (TO-4A)04/25/2013 07:30 PF42 WEEK 05-10-13

The pH preservation check of Oil and Grease (Method 1664) is performed as soon as possible after sample receipt and may not be included in this report.
The pH preservation check of aqueous volatile samples is not performed until after the analysis of the sample to maintain zero headspace and is not included in this report.
Samples received for pH analysis are not marked as a hold time exceedance here. SW-846 methods suggests analysis to be done within 15 minutes of sample collection. Because of transportation time it
is not possible for the laboratory to perform the test in that time. Sample Certificates of Analysis reports are noted as such. 

1

3
2

Samples arriving at the laboratory after 4:00 pm are assigned a due date as if they arrived the following business day unless other arrangements have been made.
4

All samples which require thermal preservation shall be considered acceptable when received greater than 6 degrees Celsius if they are collected on the same day as received and there is evidence that
the chilling process has begun, such as arrival on ice.

5

EPA TO-4A - PCB Analysis (TO-4A) - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCB Amount > RL

NIOSH 5503 - PCBs by NIOSH 5503 - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCBs

Reporting Parameters and Lists

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

2190 Technology Drive   Schenectady, NY 12308   Phone 518.346.4592 Fax 518.381.6055
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SAMPLE RECEIPT REPORT Pace Analytical Services, Inc.
2190 Technology Drive
Schenectady, NY 12308
Phone: 518.346.4592
Fax: 518.381.6055

13080018

SAMPLED
DATE-TIME

CLIENT ID (LAB ID)

PROJECT:

CLIENT:

796360091791
1

LRF: 13080018

SEVENSON ENVIRONMENTAL SERVICES, INC.
SHIPPED VIA:

SHIPPING ID:
NUMBER OF COOLERS:

FEDEX

YES NOCUSTODY SEAL INTACT: COC DISCREPANCY:

CORNELL-DUBILIER G278

COMMENTS:

RECEIVED DATE:

1 WEEK

REPORT:
NO

LRF TAT:

ANALYTICAL REPORT
EDD:

DISPOSAL: BY LAB (45 DAYS)

TEMPERATURE(S): 3.1 °C

SAMPLE SEALS INTACT: NA
SAMPLES PROPERLY PRESERVED: YES

SAMPLES REC'D IN HOLDTIME: YES

METHOD DESCRIPTION

08/01/2013 10:04

REQUESTED
TEST QC

MATRIX

1,2

3

TAT-DUE Date
4

5

CDESS-OUI-073013-135TRE (F) (AQ20573) NIOSH 5503 PCBs by NIOSH 550307/30/2013 12:00 Air1 WEEK 08-08-13

CDESS-OUI-PUF-135TRE (AQ20574) EPA TO-4A PCB Analysis (TO-4A)07/31/2013 08:00 PF41 WEEK 08-08-13

CDESS-OUI-073013-135TRE (B) (AQ20631) NIOSH 5503 PCBs by NIOSH 550307/30/2013 12:00 Air1 WEEK 08-08-13

The pH preservation check of Oil and Grease (Method 1664) is performed as soon as possible after sample receipt and may not be included in this report.
The pH preservation check of aqueous volatile samples is not performed until after the analysis of the sample to maintain zero headspace and is not included in this report.
Samples received for pH analysis are not marked as a hold time exceedance here. SW-846 methods suggests analysis to be done within 15 minutes of sample collection. Because of transportation time it
is not possible for the laboratory to perform the test in that time. Sample Certificates of Analysis reports are noted as such. 

1

3
2

Samples arriving at the laboratory after 4:00 pm are assigned a due date as if they arrived the following business day unless other arrangements have been made.
4

All samples which require thermal preservation shall be considered acceptable when received greater than 6 degrees Celsius if they are collected on the same day as received and there is evidence that
the chilling process has begun, such as arrival on ice.

5

EPA TO-4A - PCB Analysis (TO-4A) - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCB Amount > RL

NIOSH 5503 - PCBs by NIOSH 5503 - (ug/m3)

Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCBs

Reporting Parameters and Lists

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

2190 Technology Drive   Schenectady, NY 12308   Phone 518.346.4592 Fax 518.381.6055
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Appendix K 

Waste Disposal 

 

 

 

 

 

 

 
   



































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Waste Tracking Log
Cornell-Dubilier Electronics Superfund Site - South Plainfield, NJ - OU-1 Property Remediation Project

W912DQ-10-D-3006 Task Order: 0002

L
oad N

o.

Manifest Id #  Generation 
Date

Material Type Material Source Waste 
Classification 

Code

Waste 
Profile

Sample ID Method of 
Shipment

Q
uantity

Est. Net 
Weight 
(Tons)

Actual Net 
Weight 
(Tons)

Actual 
TOTAL 

Mat'l Qty 
(Tons)

Transporter Container ID Bill of 
Lading No

Date 
Shipped

Disposal 
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1 0001024 8/1/2012 non DOT Soil & Debris 216 Delmore Ave Non-Haz L1682 CD-WC-216DEL-01 Roll off box 1 13.48 13.66 R&B Debris LLC 347 0001024 8/30/2012 Gloucester 8/30/2012 12031825
2 0001025 8/1/2012 non DOT Soil & Debris 216 Delmore Ave Non-Haz L1682 CD-WC-216DEL-01 Roll off box 1 13.07 13.2 26.86 R&B Debris LLC 55 0001025 8/30/2012 Gloucester 8/31/2012 12032004
3 0001026 8/1/2012 non DOT Soil & Debris 216 Delmore Ave Non-Haz L1682 CD-WC-216DEL-01 Roll off box 1 18.06 19.7 19.7 R&B Debris LLC 84 0001026 9/11/2012 Gloucester 9/11/2012 12033228
4 0001027 8/1/2012 non DOT Soil & Debris 216 and 220 Delmore Non-Haz L1682 CD-WC-216DEL-01 

CD-WC-220DEL-01
Roll off box 1 16.67 16.8 R&B Debris LLC 285 0001027 9/17/2012 Gloucester 9/17/2012 12033883

5 0001028 8/1/2012 non DOT Soil & Debris 220 Delmore Ave Non-Haz L1682 CD-WC-220DEL-01 Roll off box 1 18.11 18.12 34.92 R&B Debris LLC 55 0001028 9/17/2012 Gloucester 9/18/2012 12034135
6 0001029 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 

Lot
Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 25.44 R&B Debris LLC 395 0001029 9/20/2012 Gloucester 9/20/2012 12034437

7 0001030 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 25.35 R&B Debris LLC 80 0001030 9/20/2012 Gloucester 9/20/2012 12034435

8 0001031 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 26.5 R&B Debris LLC 667 0001031 9/20/2012 Gloucester 9/20/2012 12034438

9 0001032 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 22.05 23.07 R&B Debris LLC 84 0001032 9/20/2012 Gloucester 9/20/2012 12034482

10 0001033 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.08 27.8 R&B Debris LLC 285 0001033 9/20/2012 Gloucester 9/20/2012 12034522

11 0001034 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.8 R&B Debris LLC 80 0001034 9/20/2012 Gloucester 9/20/2012 12034522

12 0001035 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 26.26 R&B Debris LLC 395 0001035 9/20/2012 Gloucester 9/20/2012 12034523

13 0001036 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.37 R&B Debris LLC 667 0001036 9/20/2012 Gloucester 9/21/2012 12034537

14 0001037 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.89 21.15 R&B Debris LLC 273 0001037 9/20/2012 Gloucester 9/21/2012 12034651

15 0001038 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.88 20.28 251.02 R&B Debris LLC 55 0001038 9/20/2012 Gloucester 9/21/2012 12034604

16 0001039 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.29 20.99 R&B Debris LLC 347 0001039 9/24/2012 Gloucester 9/24/2012 12034773

17 0001040 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.6 22.02 R&B Debris LLC 53 0001040 9/24/2012 Gloucester 9/24/2012 12034774

18 0001041 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 26.43 R&B Debris LLC 80 0001041 9/24/2012 Gloucester 9/24/2012 12034779

19 0001042 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 25.18 R&B Debris LLC 395 0001042 9/24/2012 Gloucester 9/24/2012 12034760

20 0001043 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.58 R&B Debris LLC 667 0001043 9/24/2012 Gloucester 9/24/2012 12034768

21 0001044 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.78 19.95 R&B Debris LLC 273 0001044 9/24/2012 Gloucester 9/24/2012 12034896

22 0001045 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.54 22.32 R&B Debris LLC 285 0001045 9/24/2012 Gloucester 9/24/2012 12034894

23 0001046 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 28.33 R&B Debris LLC 395 0001046 9/24/2012 Gloucester 9/24/2012 12034876

24 0001047 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 26.48 R&B Debris LLC 80 0001047 9/24/2012 Gloucester 9/24/2012 12034903

25 0001050 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 28.36 247.64 R&B Debris LLC 667 0001050 9/24/2012 Gloucester 9/24/2012 12034885

26 0001051 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.11 20.45 R&B Debris LLC 347 0001051 9/25/2012 Gloucester 9/25/2012 12035129

27 0001052 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.41 21.67 42.12 R&B Debris LLC 53 0001052 9/25/2012 Gloucester 9/25/2012 12035128

28 0001053 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.27 20.31 R&B Debris LLC 55 0001053 9/26/2012 Gloucester 9/26/2012 12035250

29 0001054 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.78 20.9 R&B Debris LLC 273 0001054 9/26/2012 Gloucester 9/26/2012 12035251

30 0001055 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.31 19.49 R&B Debris LLC 84 0001055 9/26/2012 Gloucester 9/26/2012 12035337

31 0001061 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Empty 
Lot

Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.96 21.27 81.97 R&B Debris LLC 285 0001061 9/26/2012 Gloucester 9/26/2012 12035338

32 0001062 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 18.38 18.65 R&B Debris LLC 347 0001062 10/1/2012 Gloucester 10/1/2012 12035870
33 0001063 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.93 20.34 R&B Debris LLC 317 0001063 10/1/2012 Gloucester 10/1/2012 12035875
34 0001064 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 18.79 18.86 R&B Debris LLC 285 0001064 10/1/2012 Gloucester 10/1/2012 12036020
35 0001065 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 17.97 18.11 75.96 R&B Debris LLC 55 0001065 10/1/2012 Gloucester 10/1/2012 12036019
36 0001066 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.2 20.65 R&B Debris LLC 317 0001066 10/2/2012 Gloucester 10/2/2012 12036091
37 0001067 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.78 20.08 Cemco on behalf of 

R&B Debris LLC
347 0001067 10/2/2012 Gloucester 10/2/2012 12036086

38 0001068 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 26.88 R&B Debris LLC 395 0001068 10/2/2012 Gloucester 10/2/2012 12036084
39 0001069 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 26.72 R&B Debris LLC 667 0001069 10/2/2012 Gloucester 10/2/2012 12036093
40 0001070 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.21 R&B Debris LLC 667 0001070 10/2/2012 Gloucester 10/2/2012 12036203
41 0001071 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.91                                                395 0001071 10/2/2012 Gloucester 10/2/2012 12036192
42 0001072 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 22.34 22.98 R&B Debris LLC 55 0001072 10/2/2012 Gloucester 10/2/2012 12036213
43 0001073 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.17 20.46 192.89 Cemco on behalf of 

R&B Debris LLC
53 0001073 10/2/2012 Gloucester 10/2/2012 12036214

44 0001074 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 18.5 18.78 R&B Debris LLC 84 0001074 10/3/2012 Gloucester 10/3/2012 12036289
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45 0001075 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.99 22.37 Cemco on behalf of 
R&B Debris LLC

285 0001075 10/3/2012 Gloucester 10/3/2012 12036298

46 0001076 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.28 20.35 Cemco on behalf of 
R&B Debris LLC

317 0001076 10/3/2012 Gloucester 10/9/2012 12036998

47 0001077 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.04 21.14 82.64 R&B Debris LLC 273 0001077 10/3/2012 Gloucester 10/4/2012 12036452
48 0001078 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.85 R&B Debris LLC 395 0001078 10/4/2012 Gloucester 10/4/2012 12036451
49 0001079 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 28.2 R&B Debris LLC 667 0001079 10/4/2012 Gloucester 10/4/2012 12036461
50 0001080 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 31.33 R&B Debris LLC 80 0001080 10/4/2012 Gloucester 10/4/2012 12036481
51 0001081 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.09 21.45 Cemco on behalf of 

R&B Debris LLC
84 0001081 10/4/2012 Gloucester 10/4/2012 12036460

52 0001082 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.47 21.67 R&B Debris LLC 55 0001082 10/4/2012 Gloucester 10/4/2012 12036464
53 0001083 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 29.57 R&B Debris LLC 395 0001083 10/4/2012 Gloucester 10/4/2012 12036568
54 0001084 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 28 R&B Debris LLC 667 0001084 10/4/2012 Gloucester 10/4/2012 12036580
55 0001085 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Triaxle 1 28 27.59 R&B Debris LLC 80 0001085 10/4/2012 Gloucester 10/4/2012 12036591
56 0001086 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.63 21.53 Cemco on behalf of 

R&B Debris LLC
53 0001086 10/4/2012 Gloucester 10/4/2012 12036592

57 0001087 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 22.19 22.52 259.71 R&B Debris LLC 285 0001087 10/4/2012 Gloucester 10/4/2012 12036594
58 000494415WAS 7/24/2012 PCB Remediation Waste-

Soil
140 Harvard Ave Haz-PCB Mix L1640 CD-WC-140HVD-01-

001
Roll off box 1 20.44 20.43 R&B Debris LLC MJVU06527 000494415

WAS
10/9/2012 Roachdale, 

IN
11/5/2012 N/A

59 000494416WAS 7/24/2012 PCB Remediation Waste-
Soil

140 Harvard Ave Haz-PCB Mix L1640 CD-WC-140HVD-01-
001

Roll off box 1 22.31 22.3 R&B Debris LLC MJVU04695 000494416
WAS

10/9/2012 Roachdale, 
IN

11/6/2012 N/A

60 000494417WAS 7/24/2012 PCB Remediation Waste-
Soil

140 Harvard Ave Haz-PCB Mix L1640 CD-WC-140HVD-01-
001

Roll off box 1 20.28 23.33 66.07 R&B Debris LLC MJVU10384 000494417
WAS

10/9/2012 Roachdale, 
IN

11/5/2012 N/A

61 0001088 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 23.43 23.92 R&B Debris LLC 84 0001088 10/10/2012 Gloucester 10/10/2012 12037140
62 0001089 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.51 22.51 R&B Debris LLC 347 0001089 10/10/2012 Gloucester 10/10/2012 12037139
63 0001090 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 18.3 18.71 R&B Debris LLC 53 0001090 10/10/2012 Gloucester 10/10/2012 12037265
64 0001091 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.4 21.85 86.99 R&B Debris LLC 364 0001091 10/10/2012 Gloucester 10/10/2012 12037287
65 0001092 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.98 21.22 R&B Debris LLC 55 0001092 10/11/2012 Gloucester 10/11/2012 12037331
66 0001093 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.4 20.78 R&B Debris LLC 84 0001093 10/11/2012 Gloucester 10/11/2012 12037338
67 0001094 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.18 20.57 R&B Debris LLC 285 0001094 10/11/2012 Gloucester 10/11/2012 12037576
68 0001095 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.44 21.22 R&B Debris LLC 466 0001095 10/11/2012 Gloucester 10/11/2012 12037423
69 0001096 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 18.41 19.62 103.41 R&B Debris LLC 347 0001096 10/11/2012 Gloucester 10/11/2012 12037491
70 0001097 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.36 22.74 R&B Debris LLC 273 0001097 10/15/2012 Gloucester 10/15/2012 12037691
71 0001098 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 21.2 22.48 45.22 R&B Debris LLC 84 0001098 10/15/2012 Gloucester 10/15/2012 12037789
72 0001099 8/1/2012 non DOT Soil & Debris 112 Delmore Ave Non-Haz L1682 CD-WC-112DEL Roll off box 1 20.27 21.5 R&B Debris LLC 53 0001099 10/18/2012 Gloucester 10/18/2012 12038338
73 0001100 8/1/2012 non DOT Soil & Debris 112 Delmore Ave Non-Haz L1682 CD-WC-112DEL Roll off box 1 19.35 20.35 Cemco on behalf of 

R&B Debris LLC
55 0001100 10/18/2012 Gloucester 10/18/2012 12038339

74 0001101 8/1/2012 non DOT Soil & Debris 112 Delmore Ave Non-Haz L1682 CD-WC-112DEL Roll off box 1 18.61 19.87 R&B Debris LLC 273 0001101 10/18/2012 Gloucester 10/18/2012 12038439
75 0001102 8/1/2012 non DOT Soil & Debris 112 Delmore Ave Non-Haz L1682 CD-WC-112DEL Roll off box 1 20.05 20.47 82.19 Cemco on behalf of 

R&B Debris LLC
317 0001102 10/18/2012 Gloucester 10/18/2012 12038442

76 0001105 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 20.49 20.98 R&B Debris LLC 55 0001105 10/24/2012 Gloucester 10/24/2012 12039012
77 0001106 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 20.5 21.32 R&B Debris LLC 364 0001106 10/24/2012 Gloucester 10/24/2012 12039000
78 0001107 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 19.71 20.88 R&B Debris LLC 84 0001107 10/24/2012 Gloucester 10/24/2012 12039136
79 0001108 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.37 20.75 83.93 R&B Debris LLC 466 0001108 10/24/2012 Gloucester 10/24/2012 12039161
80 0001109 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 20.47 20.99 R&B Debris LLC 55 0001109 11/5/2012 Gloucester 11/5/2012 12040134
81 0001110 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 19.1 19.54 Cemco on behalf of 

R&B Debris LLC
273 0001110 11/5/2012 Gloucester 11/5/2012 12040152

82 0001111 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 20.18 21.73 Cemco on behalf of 
R&B Debris LLC

364 0001111 11/5/2012 Gloucester 11/5/2012 12040153

83 0001112 7/24/2012 and 
8/1/2012 

non DOT Soil & Debris 140 Harvard Ave and 108 
Delmore Ave 

Non-Haz L1640 and 
L1682

CD-WC-140HVD and 
CD-WC-108DEL

Roll off box 1 20.5 21.42 Cemco on behalf of 
R&B Debris LLC

285 0001112 11/5/2012 Gloucester 11/5/2012 12040209

84 0001113 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.46 20.32 104 Cemco on behalf of 
R&B Debris LLC

53 0001113 11/5/2012 Gloucester 11/5/2012 12040208

85 0001114 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.68 21.52 Cemco on behalf of 
R&B Debris LLC

273 0001114 11/6/2012 Gloucester 11/8/2012 12040627

86 0001115 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.33 22.29 43.81 Cemco on behalf of 
R&B Debris LLC

347 0001115 11/6/2012 Gloucester 11/9/2012 12040701

87 0001116 10/11/2012 non DOT Soil & Debris 109 Arlington Non-Haz L2162 CDE-OUI-109ARL Roll off box 1 20.88 22.73 R&B Debris LLC 317 0001116 11/7/2012 Gloucester 11/7/2012 12040301
88 0001117 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.57 20.53 43.26 R&B Debris LLC 466 0001117 11/7/2012 Gloucester 11/7/2012 12040467
89 0001118 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 20.63 21.62 R&B Debris LLC 53 0001118 11/9/2012 Gloucester 11/13/2012 12040967
90 0001119 7/24/2012 non DOT Soil & Debris 140 Harvard Ave Non-Haz L1640 CD-WC-140HVD Roll off box 1 19.38 20.89 42.51 R&B Debris LLC 364 0001119 11/9/2012 Gloucester 11/9/2012 12040720
91 0001120 10/11/2012 non DOT Soil & Debris 109 Arlington Ave Non-Haz L2162 CDE-OUI-109ARL Roll off box 1 18.95 20.87 Cemco on behalf of 

R&B Debris LLC
317 0001120 11/16/2012 Gloucester 11/16/2012 12041613

92 0001121 10/11/2012 non DOT Soil & Debris 109 Arlington Ave Non-Haz L2162 CDE-OUI-109ARL Roll off box 1 19.88 21.33 42.2 Cemco on behalf of 
R&B Debris LLC

466 0001121 11/16/2012 Gloucester 11/16/2012 12041709

93 0001122 10/11/2012 non DOT Soil & Debris 109 Arlington Ave Non-Haz L2162 CDE-OUI-109ARL Roll off box 1 19.57 20.76 Cemco on behalf of 
R&B Debris LLC

109 0001122 11/20/2012 Gloucester 11/20/2012 12041997

94 0001123 8/1/2012 non DOT Soil & Debris 108 Delmore Ave Non-Haz L1682 CD-WC-108DEL Roll off box 1 18.68 19.83 40.59 Cemco on behalf of 
R&B Debris LLC

317 0001123 11/20/2012 Gloucester 11/20/2012 12042097
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95 0001124 10/11/2012 non DOT Soil & Debris 109 Arlington Ave Non-Haz L2162 CDE-OUI-109ARL Roll off box 1 20.93 22.67 22.67 Cemco on behalf of 
R&B Debris LLC

285 0001124 11/26/2012 Gloucester 11/26/2012 12042640

96 0001125 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 18.94 20.32 20.32 R&B Debris LLC 347 0001125 11/29/2012 Gloucester 11/29/2012 12043303
97 0001126 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 19.33 21.06 R&B Debris LLC 364 0001126 11/30/2012 Gloucester 11/30/2012 12043422
98 0001127 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.34 21.66 42.72 R&B Debris LLC 273 0001127 11/30/2012 Gloucester 11/30/2012 12043571
99 0001128 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 18.33 18.86 Cemco on behalf of 

R&B Debris LLC
347 0001128 12/3/2012 Gloucester 12/3/2012 12043694

100 0001129 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 19.63 21.35 40.21 Cemco on behalf of 
R&B Debris LLC

364 0001129 12/3/2012 Gloucester 12/4/2012 12044064

101 0001130 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.12 22.93 22.93 Cemco on behalf of 
R&B Debris LLC

109 0001130 12/4/2012 Gloucester 12/4/2012 12043907

102 0001131 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.07 21.73 R&B Debris LLC 285 0001131 12/6/2012 Gloucester 12/6/2012 12044340
103 0001132 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.58 23.43 45.16 R&B Debris LLC 347 0001132 12/6/2012 Gloucester 12/6/2012 12044501
104 0001133 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 17.36 18.35 R&B Debris LLC 358 0001133 12/10/2012 Gloucester 12/10/2012 12044785
105 0001134 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 19.18 20.72 R&B Debris LLC 285 0001134 12/10/2012 Gloucester 12/11/2012 12045084
106 0001135 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.6 22.48 61.55 R&B Debris LLC 109 0001135 12/10/2012 Gloucester 12/10/2012 12044868
107 0001136 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.33 21.82 Cemco on behalf of 

R&B Debris LLC
273 0001136 12/11/2012 Gloucester 12/112012 12044961

108 0001137 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.22 21.34 43.16 Cemco on behalf of 
R&B Debris LLC

470 0001137 12/11/2012 Gloucester 12/11/2012 12045085

109 0001138 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20.5 24.07 R&B Debris LLC 364 0001138 12/12/2012 Gloucester 12/12/2012 12045191
110 0001473 8/1/2012 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 20 11.72 35.79 R&B Debris LLC 358 0001473 12/12/2012 Gloucester 12/13/2012 12045386
111 0001474 N/A Asphalt 605/601 Hamilton Blvd Non-Haz N/A N/A Roll off box 1 20.47 21.88 Cemco on behalf of 

R&B Debris LLC
6005 0001474 12/13/2012 Gloucester 12/13/2012 12045402

112 0001475 N/A Asphalt 605/601 Hamilton Blvd Non-Haz N/A N/A Roll off box 1 20 13.51 35.39 Cemco on behalf of 
R&B Debris LLC

317 0001475 12/13/2012 Gloucester 12/13/2012 12045512

113 0001477 4/1/2013 non DOT Soil 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 21.68 24.98 Cemco on behalf of 
R&B Debris LLC

468 0001477 4/8/2013 Gloucester 4/8/2013 13009629

114 0001476 4/2/2013 non DOT Soil 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 2 26.29 26.29 51.27 Cemco on behalf of 
R&B Debris LLC

297 and 201 0001476 4/8/2013 Gloucester 4/9/2013 13009772 
and 

13009815
115 0001478 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-

419HAN-D2-050
Roll off box 1 17.14 20.09 20.09 Cemco on behalf of 

R&B Debris LLC
6008 0001478 4/11/2013 Gloucester 4/11/2013 13010098

116 0006915 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 19.19 19.26 Cemco on behalf of 
R&B Debris LLC

307 0006915 4/16/2013 Boyertown, 
PA

4/16/2013 934139

117 0006916 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 19.19 16.87 36.13 Cemco on behalf of 
R&B Debris LLC

59 0006916 4/16/2013 Boyertown, 
PA

4/16/2013 934208

118 0006917 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 14.5 11.54 Cemco on behalf of 
R&B Debris LLC

345 0006917 4/18/2013 Boyertown, 
PA

4/18/2013 934496

119 0006918 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 15.75 16.19 27.73 Cemco on behalf of 
R&B Debris LLC

358 0006918 4/18/2013 Boyertown, 
PA

4/18/2013 934654

120 0006919 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 11.83 11.59 11.59 Cemco on behalf of 
R&B Debris LLC

468 0006919 4/19/2013 Boyertown, 
PA

4/19/2013 934785

121 0001479 4/5/2013 non DOT Soil 417 and 413 Hancock 
St.

Non-Haz L1682 CDE-OU1-WC-
417HAN-D2-050 and 

CDE-OU1-WC-
413HAN-AB052

Roll off box 1 10.82 10.65 Cemco on behalf of 
R&B Debris LLC

297 0001479 4/22/2013 Gloucester 4/22/2013 13011182

122 0006920 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 14.92 15.38 26.03 Cemco on behalf of 
R&B Debris LLC

53 0006920 4/22/2013 Boyertown, 
PA

4/22/2013 934954

123 0001480 4/22/2013 non DOT Soil 417 and 413 Hancock 
St.

Non-Haz L1682 CDE-OU1-WC-
417HAN-D2-050 and 

CDE-OU1-WC-
413HAN-AB052

Roll off box 1 9 9.02 Cemco on behalf of 
R&B Debris LLC

345 0001480 4/23/2013 Gloucester 4/23/2013 13011295

124 0001481 4/22/2013 non DOT Soil 417 and 413 Hancock 
St.

Non-Haz L1682 CDE-OU1-WC-
417HAN-D2-050 and 

CDE-OU1-WC-
413HAN-AB052

Roll off box 1 11.21 10.71 Cemco on behalf of 
R&B Debris LLC

468 0001481 4/23/2013 Gloucester 4/23/2013 13011294

125 0001482 4/19/2013 non DOT Soil 417 and 413 Hancock 
St.

Non-Haz L1682 CDE-OU1-WC-
417HAN-D2-050 and 

CDE-OU1-WC-
413HAN-AB052

Roll off box 1 14.05 16.06 Cemco on behalf of 
R&B Debris LLC

297 0001482 4/23/2013 Gloucester 4/23/2013 13011371

126 0001483 4/19/2013 non DOT Soil 417 and 413 Hancock 
St.

Non-Haz L1682 CDE-OU1-WC-
417HAN-D2-050 and 

CDE-OU1-WC-
413HAN-AB052

Roll off box 1 12.11 12.29 48.08 Cemco on behalf of 
R&B Debris LLC

358 0001483 4/23/2013 Gloucester 4/23/2013 13011370

127 0006921 4/4/2013 non DOT Soil & Debris 419 Hancock St. Non-Haz L1682 CDE-OU1-WC-
419HAN-D2-050

Roll off box 1 10.48 18.57 18.57 Cemco on behalf of 
R&B Debris LLC

128 0006921 4/24/2013 Boyertown, 
PA

4/24/2013 935324

128 0001498 5/1/2013 non DOT Soil 413 Hancock St. Non-Haz L1682 CDE-OU1-WC-
413HAN-AB052

Roll off box 1 12.73 14.3 Cemco on behalf of 
R&B Debris LLC

053 0001498 5/6/2013 Gloucester 5/6/2013 13012499

129 0006922 5/1/2013 Asphalt 413 Hancock St. Non-Haz N/A CDE-OU1-WC-
413HAN-AB052

Roll off box 1 13.68 12.91 27.21 Cemco on behalf of 
R&B Debris LLC

307 0006922 5/6/2013 Boyertown, 
PA

5/7/2013 937170
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130 0006923 5/1/2013 Asphalt 413 Hancock St. Non-Haz N/A CDE-OU1-WC-
413HAN-AB052

Roll off box 1 13.95 15.49 15.49 Cemco on behalf of 
R&B Debris LLC

358 0006923 5/7/2013 Boyertown, 
PA

5/7/2013 937331

131 0001488 5/1/2013 non DOT Soil 413 Hancock St. Non-Haz L1682 CDE-OU1-WC-
413HAN-AB052

Roll off box 1 11.32 16.07 Cemco on behalf of 
R&B Debris LLC

468 0001488 5/8/2013 Gloucester 5/8/2013 13012777

132 0006924 5/1/2013 Asphalt 413 Hancock St. Non-Haz N/A CDE-OU1-WC-
413HAN-AB052

Roll off box 1 15 14.51 30.58 Cemco on behalf of 
R&B Debris LLC

128 0006924 5/8/2013 Boyertown, 
PA

5/8/2013 938503

133 0001489 5/8/2013 non DOT Soil 329 Hancock St. Non-Haz M0251 CDE-OU1-WC-
329HAN-B-053

Roll off box 1 18.74 17.42 17.42 Cemco on behalf of 
R&B Debris LLC

307 0001489 5/15/2013 Gloucester 5/15/2013 13013666

134 0006925 5/8/2013 non DOT Soil 329 Hancock St. Non-Haz M0251 CDE-OU1-WC-
329HAN-B-053

Roll off box 1 17.58 16.62 16.62 Cemco on behalf of 
R&B Debris LLC

053 0006925 5/16/2013 Boyertown, 
PA

5/16/2013 938734

135 0001491 5/15/2013 non DOT Soil 413 Hancock St. and 
211 New Market 

Non-Haz M0251 CDE-OU1-WC-
413HAN-AB052 and 

CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 21.25 20.72 20.72 Cemco on behalf of 
R&B Debris LLC

128 0001491 5/21/2013 Gloucester 5/21/2013 13014257

136 0001492 5/15/2013 non DOT Soil 211 New Market Non-Haz M0251 CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 18.07 18.33 18.33 Cemco on behalf of 
R&B Debris LLC

345 0001492 5/29/2013 Gloucester 5/29/2013 13015105

137 0001493 5/20/2013 non DOT Soil 211 New Market Non-Haz M0251 CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 20.89 20.55 Cemco on behalf of 
R&B Debris LLC

084 0001493 5/30/2013 Gloucester 5/30/2013 13015167

138 0001494 5/20/2013 non DOT Soil 211 New Market Non-Haz M0251 CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 19.64 19.38 39.93 Cemco on behalf of 
R&B Debris LLC

358 0001494 5/30/2013 Gloucester 5/30/2013 13015227

139 0001495 5/20/2013 non DOT Soil 211 New Market Non-Haz M0251 CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 18.73 18.14 Cemco on behalf of 
R&B Debris LLC

128 0001495 6/4/2013 Gloucester 6/4/2013 13015588

140 0001496 5/20/2013 non DOT Soil 211 New Market Non-Haz M0251 CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 15.67 15.01 33.15 Cemco on behalf of 
R&B Debris LLC

307 0001496 6/4/2013 Gloucester 6/4/2013 13015694

141 0006926 6/4/2013 non DOT Soil & Debris 140 Harvard Ave and 
1000 Garibaldi Ave

Non-Haz L1640 CD-WC-140HVD-01-
001 and CDE-OU1-

1000GAR-FYL

Roll off box 1 15.84 15.32 Cemco on behalf of 
R&B Debris LLC

345 0006926 6/6/2013 Boyertown, 
PA

6/6/2013 941731

142 0006927 6/4/2013 non DOT Soil & Debris 140 Harvard Ave and 
1000 Garibaldi Ave

Non-Haz L1640 CD-WC-140HVD-01-
001 and CDE-OU1-

1000GAR-FYL

Roll off box 1 16.44 16.49 31.81 Cemco on behalf of 
R&B Debris LLC

084 0006927 6/6/2013 Boyertown, 
PA

6/11/2013 942408

143 0001497 6/10/2013 non DOT Soil 140 Harvard Ave and 
1000 Garibaldi Ave

Non-Haz L1640 CD-WC-140HVD-01-
001 and CDE-OU1-

1000GAR-FYL

Roll off box 1 18.56 18.11 18.11 Cemco on behalf of 
R&B Debris LLC

358 0001497 6/25/2013 Gloucester 6/25/2013 13017623

144 0003759 6/10/2013 non DOT Soil 140 Harvard Ave and 
1000 Garibaldi Ave

Non-Haz L1640 CD-WC-140HVD-01-
001 and CDE-OU1-

1000GAR-FYL

Roll off box 1 21.17 20.47 Cemco on behalf of 
R&B Debris LLC

053 0003759 6/26/2013 Gloucester 6/26/2013 13017723

145 0006928 6/3/2013 non DOT Soil & Debris 605/601 Hamilton Blvd Non-Haz L1682 CD-WC-605HAM Roll off box 1 15.77 15.42 35.89 Cemco on behalf of 
R&B Debris LLC

345 0006928 6/26/2013 Boyertown, 
PA

6/26/2013 944829

146 0006929 6/14/2013 non DOT Soil & Debris 211 New Market Non-Haz M0251 CDE-OU1-WC-
211NMK-D-054 

Roll off box 1 16.24 16.62 16.62 Cemco on behalf of 
R&B Debris LLC

307 0006929 7/2/2013 Boyertown, 
PA

7/2/2013 945451

147 0003760 7/8/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.34 20.01 20.01 Cemco on behalf of 
R&B Debris LLC

358 0003760 7/9/2013 Gloucester 7/9/2013 13018911

148 0003762 7/8/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.6 17.7 R&B Debris LLC 053 0003762 7/10/2013 Gloucester 7/10/2013 13018960

149 0003763 7/8/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.5 19.74 R&B Debris LLC 345 0003763 7/10/2013 Gloucester 7/10/2013 13018976

150 0003764 7/9/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.8 18.76 Cemco on behalf of 
R&B Debris LLC

307 0003764 7/10/2013 Gloucester 7/10/2013 13018968

151 0003975 7/9/2013 non DOT Soil & Debris 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 14.05 12.59 68.79 Cemco on behalf of 
R&B Debris LLC

128 0003975 7/10/2013 Boyertown, 
PA

7/10/2013 946708

152 0003766 7/9/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 18.65 19.11 R&B Debris LLC FB206 0003766 7/11/2013 Gloucester 7/11/2013 13019072

153 0003765 7/9/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 19.94 19.73 Cemco on behalf of 
R&B Debris LLC

084 0003765 7/11/2013 Gloucester 7/11/2013 13019125

154 000510653WAS 7/11/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23.15 19.53 R&B Debris LLC 61 00051065
3WAS

7/11/2013 Roachdale, 
IN

7/26/2013 N/A

155 000510654WAS 7/11/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 27 27.42 R&B Debris LLC MJVU 
02045

00051065
4WAS

7/11/2013 Roachdale, 
IN

7/24/2013 N/A

156 0004025 7/11/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 20.6 20.3 Cemco on behalf of 
R&B Debris LLC

323 0004025 7/11/2013 Gloucester 7/11/2013 13019128

157 0004026 7/11/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 20.13 18.91 R&B Debris LLC 324 0004026 7/11/2013 Gloucester 7/11/2013 13019162

158 000510655WAS 7/11/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23.03 21.38 R&B Debris LLC MJVU 20 00051065
5WAS

7/11/2013 Roachdale, 
IN

7/24/2013 N/A

159 000510656WAS 7/11/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23.7 22.89 R&B Debris LLC TSEUO 177 00051065
6WAS

7/11/2013 Roachdale, 
IN

7/24/2013 N/A
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160 0004027 7/11/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 17.98 18.77 Cemco on behalf of 
R&B Debris LLC

323 0004027 7/11/2013 Gloucester 7/12/2013 13019210

161 0003767 7/11/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.4 20.04 R&B Debris LLC 2010 0003767 7/11/2013 Gloucester 7/11/2013 13019191

162 0003768 7/11/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 19.01 21.68 229.76 Cemco on behalf of 
R&B Debris LLC

307 0003768 7/11/2013 Gloucester 7/12/2013 13019229

163 0003769 7/12/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 19.4 19.11 R&B Debris LLC 358 0003769 7/12/2013 Gloucester 7/12/2013 13019240

164 000510657WAS 7/12/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23.2 23.69 R&B Debris LLC ESDU 1012 00051065
7WAS

7/12/2013 Roachdale, 
IN

7/24/2013 N/A

165 000510658WAS 7/12/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 26 23.94 R&B Debris LLC MJVU 20 
4047

00051065
8WAS

7/12/2013 Roachdale, 
IN

7/24/2013 N/A

166 0004029 7/12/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.46 20.05 R&B Debris LLC 324 0004029 7/12/2013 Gloucester 7/12/2013 13019280

167 0004030 7/12/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.45 20.9 R&B Debris LLC 323 0004030 7/12/2013 Gloucester 7/12/2013 13019304

168 0006930 7/12/2013 non DOT Soil & Debris 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 17.04 16.59 Cemco on behalf of 
R&B Debris LLC

468 0006930 7/12/2013 Boyertown, 
PA

7/12/2013 947088

169 0003770 7/12/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.37 19.44 R&B Debris LLC 345 0003770 7/12/2013 Gloucester 7/12/2013 13019337

170 000510660WAS 7/12/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 25.7 25.4 R&B Debris LLC TSEUO 402 00051066
0WAS

7/12/2013 Roachdale, 
IN

7/26/2013 N/A

171 000510659WAS 7/12/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 22.6 20.69 189.81 R&B Debris LLC MJVU 
06722

00051065
9WAS

7/12/2013 Roachdale, 
IN

7/26/2013 N/A

172 000510661WAS 7/15/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23.9 26.31 R&B Debris LLC TSEUO 272 00051066
1WAS

7/15/2013 Roachdale, 
IN

7/26/2013 N/A

173 000510662WAS 7/15/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 25 27.27 R&B Debris LLC ESDU 090 00051066
2WAS

7/15/2013 Roachdale, 
IN

7/26/2013 N/A

174 000510663WAS 7/15/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23 21.26 R&B Debris LLC TSEUO 158 00051066
3WAS

7/15/2013 Roachdale, 
IN

7/26/2013 N/A

175 000510664WAS 7/15/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 25.9 24.97 99.81 R&B Debris LLC TSEUO 416 00051066
4WAS

7/15/2013 Roachdale, 
IN

7/25/2013 N/A

176 000510665WAS 7/16//2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 24.3 24.96 R&B Debris LLC MJVU 
03174

00051066
5WAS

7/16//2013 Roachdale, 
IN

7/25/2013 N/A

177 000510666WAS 7/16//2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 26 23.96 R&B Debris LLC MJVU 
15149

00051066
6WAS

7/16//2013 Roachdale, 
IN

7/25/2013 N/A

178 000510667WAS 7/16//2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 24.5 22.66 R&B Debris LLC TSEUO 153 00051066
7WAS

7/16//2013 Roachdale, 
IN

7/25/2013 N/A

179 000510668WAS 7/16//2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 27 25.28 96.86 R&B Debris LLC ESDU 0145 00051066
8WAS

7/16//2013 Roachdale, 
IN

7/25/2013 N/A

180 0003771 7/17/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.85 23.25 R&B Debris LLC 084 0003771 7/17/2013 Gloucester 7/17/2013 13019685

181 000510669WAS 7/17/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 24 23.1 R&B Debris LLC TSEUO 253 00051066
9WAS

7/17/2013 Roachdale, 
IN

7/25/2013 N/A

182 000510670WAS 7/17/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 27 24.46 R&B Debris LLC NVRU 20 
0347

00051067
0WAS

7/17/2013 Roachdale, 
IN

7/25/2013 N/A

183 0003772 7/17/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 22.16 21.03 R&B Debris LLC 307 0003772 7/17/2013 Gloucester 7/17/2013 13019775

184 000510671WAS 7/17/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 24 23.99 R&B Debris LLC TSEUO 124 00051067
1WAS

7/17/2013 Roachdale, 
IN

7/25/2013 N/A

185 000510672WAS 7/17/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 26 25.43 141.26 R&B Debris LLC MJVU 20 
0827

00051067
2WAS

7/17/2013 Roachdale, 
IN

7/25/2013 N/A

186 0003773 7/16/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.13 19.21 R&B Debris LLC 358 0003773 7/18/2013 Gloucester 7/18/2013 13019837

187 0003774 7/16/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.6 20.29 R&B Debris LLC 128 0003774 7/18/2013 Gloucester 7/18/2013 13019876

188 000510673WAS 7/18/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 23.8 24.51 R&B Debris LLC MJVU 350 00051067
3WAS

7/18/2013 Roachdale, 
IN

7/25/2013 N/A

190 000510674WAS 7/18/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 25 23.61 R&B Debris LLC NJVU 20 
0228

00051067
4WAS

7/18/2013 Roachdale, 
IN

7/25/2013 N/A

192 0003775 7/17/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 22.15 21.37 R&B Debris LLC 053 0003775 7/18/2013 Gloucester 7/18/2013 13019960

193 0003776 7/17/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 19.84 21.78 R&B Debris LLC 084 0003776 7/18/2013 Gloucester 7/19/2013 13020008
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194 000510675WAS 7/18/2013 PCB Remediation Waste-
Soil

135 Tremont Ave Haz-PCB Mix L1640 No sampling 
required

Roll off box 1 24.3 24.2 154.97 R&B Debris LLC TSEUO 214 00051067
5WAS

7/18/2013 Roachdale, 
IN

7/25/2013 N/A

195 0003777 7/18/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.34 20.51 R&B Debris LLC 345 0003777 7/19/2013 Gloucester 7/19/2013 13020019

196 0003780 7/18/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.34 19.26 39.77 R&B Debris LLC 307 0003780 7/19/2013 Gloucester 7/19/2013 13020094

197 0003778 7/19/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.49 19.95 R&B Debris LLC 128 0003778 7/22/2013 Gloucester 7/22/2013 13020164

198 0003779 7/19/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.53 20.47 Cemco on behalf of 
R&B Debris LLC

465 0003779 7/22/2013 Gloucester 7/22/2013 13020174

199 0004031 7/22/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 22.65 22.55 Cemco on behalf of 
R&B Debris LLC

323 0004031 7/22/2013 Gloucester 7/22/2013 13020183

200 0003781 7/19/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.8 20.07 R&B Debris LLC 468 0003781 7/22/2013 Gloucester 7/22/2013 13020258

201 0003782 7/19/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.76 20.88 Cemco on behalf of 
R&B Debris LLC

053 0003782 7/22/2013 Gloucester 7/22/2013 13020261

202 0004032 7/22/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 20.79 22.37 126.29 Cemco on behalf of 
R&B Debris LLC

232 0004032 7/22/2013 Gloucester 7/22/2013 13020279

203 0003783 7/22/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.56 20.9 Cemco on behalf of 
R&B Debris LLC

084 0003783 7/23/2013 Gloucester 7/23/2013 13020320

204 0004033 7/23/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 24.28 21.79 Cemco on behalf of 
R&B Debris LLC

323 0004033 7/23/2013 Gloucester 7/23/2013 13020340

205 0003784 7/22/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.35 21.26 Cemco on behalf of 
R&B Debris LLC

358 0003784 7/23/2013 Gloucester 7/23/2013 13020403

206 0004034 7/23/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 23.99 22.75 86.7 Cemco on behalf of 
R&B Debris LLC

323 0004034 7/23/2013 Gloucester 7/24/2013 13020410

207 0003785 7/23/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.58 20.2 Cemco on behalf of 
R&B Debris LLC

128 0003785 7/24/2013 Gloucester 7/24/2013 13020449

208 0003786 7/23/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.77 20.22 Cemco on behalf of 
R&B Debris LLC

053 0003786 7/24/2013 Gloucester 7/24/2013 13020508

209 0004035 7/24/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 22.57 22.31 Cemco on behalf of 
R&B Debris LLC

323 0004035 7/24/2013 Gloucester 7/24/2013 13020475

210 0003787 7/24/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 22.7 21.57 Cemco on behalf of 
R&B Debris LLC

345 0003787 7/24/2013 Gloucester 7/24/2013 13020524

211 0004036 7/24/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 23.73 22.49 106.79 Cemco on behalf of 
R&B Debris LLC

323 0004036 7/24/2013 Gloucester 7/25/2013 13020536

212 0003788 7/24/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.85 19.89 Cemco on behalf of 
R&B Debris LLC

358 0003788 7/25/2013 Gloucester 7/25/2013 13020581

213 0004037 7/25/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 22.6 22 Cemco on behalf of 
R&B Debris LLC

323 0004037 7/25/2013 Gloucester 7/25/2013 13020599

214 0003789 7/25/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.35 20.71 Cemco on behalf of 
R&B Debris LLC

307 0003789 7/25/2013 Gloucester 7/26/2013 13020663

215 0004038 7/25/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 21.32 23.2 85.8 Cemco on behalf of 
R&B Debris LLC

323 0004038 7/25/2013 Gloucester 7/26/2013 13020658

216 0003790 7/24/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 22.13 21.58 Cemco on behalf of 
R&B Debris LLC

465 0003790 7/26/2013 Gloucester 7/26/2013 13020728

217 0004039 7/26/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 24.46 24.66 Cemco on behalf of 
R&B Debris LLC

324 0004039 7/26/2013 Gloucester 7/26/2013 13020727

218 0003791 7/25/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.11 20.28 66.52 Cemco on behalf of 
R&B Debris LLC

128 0003791 7/26/2013 Gloucester 7/26/2013 13020757

219 0003792 7/26/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.6 21 R&B Debris LLC 345 0003792 7/29/2013 Gloucester 7/29/2013 13020793

220 0003998 7/25/2013 non DOT Soil & Debris 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 17.07 16.93 Cemco on behalf of 
R&B Debris LLC

358 0003998 7/29/2013 Boyertown, 
PA

7/29/2013 949222

221 0004040 7/29/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 25.25 22.92 Caner 82 0004040 7/29/2013 Gloucester 7/29/2013 13020814

222 0003793 7/26/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.86 20.9 R&B Debris LLC 307 0003793 7/29/2013 Gloucester 7/29/2013 13020869

223 0004041 7/29/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 25 24.78 Caner 82 0004041 7/29/2013 Gloucester 7/29/2013 13020883

224 0003996 7/25/2013 non DOT Soil & Debris 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 17.99 17.81 124.34 Cemco on behalf of 
R&B Debris LLC

084 0003996 7/29/2013 Boyertown, 
PA

7/30/2013 949397

225 0003808 7/29/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 20.79 20.39 R&B Debris LLC 465 0003808 7/30/2013 Gloucester 7/30/2013 13020915

226 0003794 7/29/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.27 21.03 R&B Debris LLC 128 0003794 7/30/2013 Gloucester 7/30/2013 13021012
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227 0004042 7/30/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 27.09 26.67 68.09 Caner 8 0004042 7/30/2013 Gloucester 7/30/2013 13021046

228 0003795 7/30/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 20.69 20.37 R&B Debris LLC 345 0003795 7/31/2013 Gloucester 7/31/2013 13021077

229 0004043 7/31/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 25.4 26.1 Caner 82 0004043 7/31/2013 Gloucester 7/31/2013 13021089

230 0003796 7/30/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.44 21.17 R&B Debris LLC 307 0003796 7/31/2013 Gloucester 7/31/2013 13021137

231 0004044 7/31/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 23.85 22.47 90.11 Caner 82 0004044 7/31/2013 Gloucester 7/31/2013 13021172

232 0003797 7/31/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.11 20.9 R&B Debris LLC 465 0003797 8/1/2013 Gloucester 8/1/2013 13021215

233 0004045 8/1/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 25.3 23.47 Caner 82 0004045 8/1/2013 Gloucester 8/1/2013 13021230

234 0003798 7/31/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 20.49 19.79 R&B Debris LLC 053 0003798 8/1/2013 Gloucester 8/1/2013 13021282

235 0004046 8/1/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 24.2 22.8 86.96 Caner 82 0004046 8/1/2013 Gloucester 8/1/2013 13021299

236 0003799 8/1/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.29 20.9 R&B Debris LLC 128 0003799 8/2/2013 Gloucester 8/2/2013 13021318

237 0004047 8/2/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 24 22.48 Caner 82 0004047 8/2/2013 Gloucester 8/2/2013 13021367

238 0003800 8/1/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.66 21.03 64.41 R&B Debris LLC 307 0003800 8/2/2013 Gloucester 8/2/2013 13021387

239 0004048 8/5/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.06 27.16 R&B Debris LLC 667 0004048 8/5/2013 Gloucester 8/5/2013 13021471

240 0004175 8/5/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 26.85 25.45 R&B Debris LLC 2516 0004175 8/5/2013 Gloucester 8/5/2013 13021469

241 0004176 8/5/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 26.65 27.07 R&B Debris LLC 2516 0004176 8/5/2013 Gloucester 8/5/2013 13021539

242 0004177 8/5/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.06 27.25 106.93 R&B Debris LLC 667 0004177 8/5/2013 Gloucester 8/6/2013 13021542

243 0004178 8/6/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 26 24.88 R&B Debris LLC 2516 0004178 8/6/2013 Gloucester 8/6/2013 13021579

244 0004179 8/6/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.06 27.21 R&B Debris LLC 667 0004179 8/6/2013 Gloucester 8/6/2013 13021617

245 0004180 8/6/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 26.22 26.28 R&B Debris LLC 2516 0004180 8/6/2013 Gloucester 8/6/2013 13021657

246 0004181 8/6/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.31 28.19 106.56 R&B Debris LLC 667 0004181 8/6/2013 Gloucester 8/6/2013 13021677

247 0003801 8/2/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.61 21.18 R&B Debris LLC 465 0003801 8/7/2013 Gloucester 8/7/2013 13021770

248 0004182 8/7/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.06 27.24 R&B Debris LLC 667 0004182 8/7/2013 Gloucester 8/7/2013 13021719

249 0004183 8/7/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.51 24.95 R&B Debris LLC 2516 0004183 8/7/2013 Gloucester 8/7/2013 13021744

250 0003802 8/2/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.39 20.77 R&B Debris LLC 468 0003802 8/7/2013 Gloucester 8/7/2013 13021822

251 0004184 8/7/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 27.56 27.64 R&B Debris LLC 667 0004184 8/7/2013 Gloucester 8/7/2013 13021787

252 0004185 8/7/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 26.54 27.43 149.21 R&B Debris LLC 2516 0004185 8/7/2013 Gloucester 8/7/2013 13021817

253 0004186 8/8/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 26.25 24.86 R&B Debris LLC 2516 0004186 8/8/2013 Gloucester 8/8/2013 13021859

254 0004187 8/8/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.31 27.16 R&B Debris LLC 667 0004187 8/8/2013 Gloucester 8/8/2013 13021866

255 0003803 8/2/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.01 20.28 R&B Debris LLC 084 0003803 8/8/2013 Gloucester 8/8/2013 13021917

256 0004188 8/8/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Triaxle 1 26.5 25.95 R&B Debris LLC 2516 0004188 8/8/2013 Gloucester 8/8/2013 13021929

257 0004189 8/8/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 27.21 27.52 125.77 R&B Debris LLC 667 0004189 8/8/2013 Gloucester 8/8/2013 13021935

258 0003804 8/2/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 21.74 20.64 R&B Debris LLC 053 0003804 8/9/2013 Gloucester 8/9/2013 13022033

259 0004190 8/9/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 26.75 24.84 R&B Debris LLC 2516 0004190 8/9/2013 Gloucester 8/9/2013 13022004
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260 0004191 8/9/2013 non DOT Soil 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Triaxle 1 25.56 26.45 71.93 R&B Debris LLC 667 0004191 8/9/2013 Gloucester 8/9/2013 13022016

261 0003976 8/12/2013 non DOT Soil & Debris 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 16.02 15.69 R&B Debris LLC 128 0003976 8/13/2013 Boyertown, 
PA

8/13/2013 951343

262 0003977 8/12/2013 non DOT Soil & Debris 135 Tremont Ave Non-Haz M0856 CDE-OU1-WC-
135TRE

Roll off box 1 17.2 16.77 32.46 R&B Debris LLC 468 0003977 8/13/2013 Boyertown, 
PA

8/14/2013 951483

263 0003978 8/12/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 16.38 15.76 15.76 R&B Debris LLC 084 0003978 8/14/2013 Boyertown, 
PA

8/14/2013 951625

264 0003979 8/14/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 18.73 18.48 R&B Debris LLC 128 0003979 8/15/2013 Boyertown, 
PA

8/15/2013 951755

265 0003980 8/14/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 18.51 17.54 36.02 R&B Debris LLC 465 0003980 8/15/2013 Boyertown, 
PA

8/20/2013 952273

266 0003982 8/14/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 18.45 18 18 R&B Debris LLC 345 0003982 8/20/2013 Boyertown, 
PA

8/20/2013 952398

267 0003981 8/14/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 17.74 16.57 16.57 R&B Debris LLC 468 0003981 8/21/2013 Boyertown, 
PA

8/21/2013 952577

268 0003805 8/16/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 15.79 15.44 R&B Debris LLC 128 0003805 8/23/2013 Gloucester 8/23/2013 13023562

269 0003806 8/15/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 21.38 20.93 36.37 R&B Debris LLC 307 0003806 8/23/2013 Gloucester 8/23/2013 13023645

270 0003807 8/15/2013 non DOT Soil 
(Secondary)

135 Tremont Ave Non-Haz M1036 CDE-OU1-WC-
135TRE

Roll off box 1 19.89 19.59 R&B Debris LLC 084 0003807 8/26/2013 Gloucester 8/26/2013 13023698

271 0004000 8/26/2013 Lime N/A N/A N/A N/A Roll off box 1 3.93 4 23.59 R&B Debris LLC 465 0004000 8/26/2013 Gloucester 8/26/2013 13023822
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